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SECTION  I 


INTRODUCTION 

1.  BACKGROUND 

The  practice  of  monitoring  oil-wetted  component  wear  in  engine  systems  has  proven  to  be  a 
highly  successful  maintenance  tool,  as  documented  by  Lavne  B.  Peiffer  in  his  report,  “Air  Force 
Spectrometric  Oil  Analysis  Program,  1963  -  1980"  (Reference  1).  To  ensure  effective  usage  of 
this  technology,  the  Department  of  Defense  (DoD)  established  the  Joint  Oil  Analysis  Program 
(JO API  in  a  tri-service  (Army,  Air  Force,  and  Navy)  agreement  that  charged  JOAP  with  the 
responsibility  of  managing  all  military  oil  analysis  activities  (Reference  1).  The  standard  JOAP 
procedures  for  monitoring  the  wear  of  oil-wetted  components  and  determining  abnormal  wear 
rates  are  defined  in  the  JOAP  Laboratory  Manual  (Reference  2).  These  procedures  are  based  on 
determining  the  concentrations  of  wear  metal  elements  in  lubrication  fluids  from  individual 
engines  and  monitoring  any  increase  in  the  concentrations  of  wear  metals  with  time  of  engine 
operation.  These  methods  are  used  to  support  maintenance  activities  for  a  variety  of  engines  and 
transmissions  in  aircraft  and  surface  vehicles.  The  most  critical  JOAP  mission  is  to  monitor 
aircraft  systems  since  failure  of  an  engine  component  could  cause  the  loss  of  the  aircraft  and 
pilot. 

As  documented  by  the  JOAP  Laboratory  Manual,  each  engine  has  its  own  abnormal  wear 
criteria  which  are  defined  by  the  results  obtained  with  a  particular  spectrometric  oil  analysis 
method.  These  criteria  reflect  the  composition  of  various  engine  components  and  their 
established  wear  characteristics.  Wear  may  occur  as  a  result  of  chemical  or  mechanical  processes 
(  Ref  erence  3).  Due  to  the  wide  variety  of  potential  wear  mechanisms,  wear  metals  may  be  present 
in  oil  samples  in  dissolved  forms  or  as  particles  ranging  from  sub-micrometer  to  millimeters  in 
diameter. 

I  'nder  current  JOAP  guidelines,  two  types  of  spectroscopic  instruments  are  used  for  oil 
analyses:  (1)  rotating  disk/arc  atomic  emission  spectrometers  (A/E35lJ-3’s),  and  (2)  flame 
atomic  absorption  spectrophotometers  (AA’s).  Because  of  the  need  for  rapid  multielemental 
analyses  of  large  numbers  of  samples,  emission  spectroscopy  is  usually  the  method  of  choice. 
Consequently  there  are  179  A/E35U-3  spectrometers  within  JOAP  laboratories  and  only  about 
29  AA  units.  The  A/E35L-3  unit  was  developed  in  1970  as  a  sole-source  procurement  item 
conforming  to  MIL-S-83129.  This  instrumentation  requires  the  use  of  two  graphite  electrodes 
whic.  must  he  manually  replaced  between  each  sample  run.  The  A/E35U-3  systems  suffer  from 
relatively  poor  precision  due  to  the  variable  excitation  characteristics  of  direct  current  (dc)  arcs 
operated  in  air,  and  they  may  suffer  from  inaccuracies  due  to  variations  in  sample  viscosity.  AA 
instruments  provide  better  precision  but  are  slow  sequential  multielement  analytical  instru¬ 
ments;  thev  require  hazardous  gases  and  dilution  of  viscous  samples,  and  they  have  limited 
dynamic  range.  Both  techniques  are  limited  in  their  ability  to  analyze  particulate  wear  debris. 
The  A/E3f)L-3  cannot  effectively  analyze  particles  larger  than  10  micrometers,  and  the  AA 
method  is  limited  to  quantitative  determinations  of  particulate  elements  under  3  micrometers  in 
diameter  (References  4  and  5). 

The  present  JOAP  instrumentation  is  nearing  the  end  of  its  useful  life  cycle.  Given  the 
technical  database  available  and  the  analytical  capability  of  presently  available  instrumentation, 
an  optimum  JOAP  technique  must  he  identified  for  the  next  procurement  cycle. 

The  use  of  the  current  JOAP  procedures  have  provided  a  definite  history  of  cost  savings  in 
the  diagnosis  of  engines  by  predicting  potential  catastrophic  engine  failures  before  their 
occurrence.  While  these  techniques  are  very  particle-size  dependent,  they  have  fulfilled  their 
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various  missions  quite  adequately.  Although  there  are  some  specific  applications  which  may 
require  particle-size-independent  analysis  capabilities,  there  is  no  comprehensive  study  which 
has  established  conclusively  that  a  spectroscopic  oil  analysis  did  not  predict  engine  failure  due  to 
the  particle-size  dependency  of  the  technique.  Conversely,  the  data  generated  by  a  particle-size- 
independent  technique  may  require  a  totally  new  approach  to  trend  analysis  to  diagnose 
abnormal  wear. 

A  trend  toward  cleaner  running  engines  has  developed  as  aircraft  engines  and  their 
lubrication  systems  have  evolved.  This  has  been  reflected  by  the  lower  “step  change”  limits  set 
for  preventive  maintenance  actions  on  the  latest  engines.  For  example,  in  the  TF30  engine, 
abnormal  wear  is  defined  for  iron  (Fe)  as  an  increase  of  4  parts  per  million  (ppm)  or  more  by  AA, 
or  8  ppm  or  more  by  the  A/E35U-3  in  any  given  10-hour  engine  run.  In  the  F100,  a  later 
generation  engine,  the  step  change  for  Fe  indicating  abnormal  wear  is  2  ppm  or  more  by  AA,  or 
4  ppm  or  more  by  the  A/E35U-3,  during  a  10-hour  engine  run.  This  trend  is  now  being 
accelerated  through  the  development  of  “ultra-fine”  filtration  which  removes  particulate  wear 
debris  as  small  as  3  to  5  micrometers  in  diameter  from  the  lubricants  in  the  latest  generation 
engines.  While  the  full  impact  of  ultra-fine  filtration  on  JOAP  analysis  has  not  yet  been 
determined,  it  is  obvious  that  enhanced  particle-size  capabilities  of  .JOAP  instrumentation 
cannot  be  justified  for  aircraft  engine  systems  using  such  technology.  There  are  aircraft  turbine 
engines  presently  in  service  which  employ  “ultra-fine”  filtration  technology.  In  one  recent 
incident  abnormal  wear  was  diagnosed  through  spectrometric  oil  analysis  conducted  with  an 
inductively-coupled  plasma  atomic-emission  spectrometer  system  (ICP-AE)  (Reference  6).  In 
this  case  the  critical  step  changes  for  Fe  and  magnesium  (Mg)  were  observed  in  the  sub-ppm 
concentration  range.  If  this  one  incident  is  a  realistic  reflection  of  the  impact  of  "ultra-fine” 
filtration  on  spectroscopic  oil  analysis,  then  any  rotrode  approach  (including  ashing)  may  not 
oiler  sufficient  sensitivity  and/or  adequate  precision  for  measuring  the  critical  wear  element  step 
changes  for  these  systems. 

Data  collected  from  diesel  engines  and  helicopter  gearboxes  suggest  that  a  large  number  of 
particles  in  any  given  sample  may  not  be  seen  by  the  current  .JOAP  systems  because  they  are 
larger  than  a  few  microns  in  size.  Ferrography  has  been  used  in  many  cases  where  these  particles 
are  found  with  considerable  success  in  predicting  abnormal  wear.  This  technique  is  limited  to 
particles  which  can  be  magnetically  precipitated  and  provides  a  qualitative  wear-rating  factor. 
This  factor  is  determined  through  ratioing  the  optical  wear  density  of  larger  particles  (less  than  5 
micrometers)  with  smaller  particles  (1  to  2  micrometers)  to  generate  a  severitv-of-wear  index. 
This  technique  takes  about  5  minutes  using  a  direct  reader  ferrograph.  In  the  area  of  particle- 
size-independent  spectrometric  analysis,  the  acid  digestion  technique  for  sample  pretreatment  is 
the  best  approach  available  to  date  because  of  its  relatively  large  sample  size  (1000  microliters  or 
more).  However,  this  technique  has  two  major  shortcomings  limiting  its  application:  (1)  it 
requires  the  use  of  hydrofluoric  acid  (a  requirement  deemed  unacceptable  for  safety  consider¬ 
ations  in  a  military  environment),  and  (2)  its  use  increases  sample  analysis  times  to  a  point 
where  the  sample  turnaround  time  for  typical  -JOAP  missions  would  be  unacceptable.  Methods 
incorporating  graphite  furnaces  or  other  direct  sampling  modes  are  limited  because  it  may  be 
impossible  to  conduct  trend  analyses,  given  the  typical  f>-  to  oO-microliter  samples,  due  to  the 
statistical  problems  associated  with  representative  sampling  of  particulate  debris. 

2.  PROGRAM  OBJECTIVE 

The  objective  of  this  program  was  to  identify  the  optimum  instrument  type  with  respect  to 
analytical  capability  and  cost,  necessary  modifications  (if  any),  and  potential  sources  of  an 
advanced  wear  metal  spectrometer  system  to  meet  .Joint  Oil  Analysis  Program  (-JOAP)  needs 
through  the  year  2000. 


SECTION  II 


TECHNICAL  APPROACH 

The  technical  approach  was  divided  into  five  tasks.  These  tasks  were  as  follows: 

►  Task  1  -  Literature  and  Industry  Search 

►  Task  2  -  Instrumental  Performance  Evaluation 

►  Task  -1  -  Instrumental  Design  Evaluation 

►  Task  -1  —  Analysis  of  Findings 

►  Task  o  —  Verification  Testing 

1.  TASK  1  —  LITERATURE  AND  INDUSTRY  SEARCH 

A  comprehensive  literature  search  was  conducted  during  the  first  2  months  of  this  program. 
The  objective  was  to  identify  any  analytical  instrumental  methods  that  could  be  useful  in  the 
elemental  analysis  of  wear  particles  in  oil-wetted  lubrication  systems.  In  addition  to  the 
literature  search,  industrial,  academic,  and  government  research  and  development  organizations 
were  invited  to  contribute  information  on  types  of  instrumentation  to  achieve  Joint  Oil  Analysis 
Program  ( JOAPi  goals  by  the  year  2000.  Analytical  instrumentation  companies  were  also  invited 
to  present  their  approaches  or  applicable  literature  on  equipment  that  could  be  used  for  JOAP 
anah  sis. 

Due  to  the  large  scope  of  potential  approaches  in  addressing  JOAP  goals,  the  search  for 
optimum  JOAP  instrumentation  was  divided  into  three  major  areas.  One  part  of  this  effort  was 
Mibcont railed  to  the  University  of  Maryland  and  dealt  with  atomic  absorption  (AA)-type 
instrumentation.  Another  part  was  subcontracted  to  Northeastern  University  and  entailed  a 
literature  search  dealing  with  atomic  emission  (AE)-type  instrumentation. 

Pratt  &  Whitney  (P&W)  conducted  a  search  dealing  with  atomic  fluorescence  (AF)-tvpe 
instrumentation  and  other  types  of  instrumentation  not  covered  by  the  AA  and  AE  searches. 
P&W  also  conducted  a  DIALOG"  search  as  well  as  a  search  set  up  by  the  Defense 
Documentation  Center  of  the  Defense  Logistics  Agency.  The  results  of  searches  for  reports  on 
AA  and  AE  techniques  were  forwarded  to  the  respective  subcontractor  for  further  analysis. 

2.  TASK  2  —  INSTRUMENTAL  PERFORMANCE  EVALUATION 

De-ing  the  second,  third,  and  fourth  months  of  this  program,  all  instrumentation 
potentially  suitable  for  JOAP  application  was  evaluated  on  the  basis  of  how  well  they  could 
address  performance  requirements. 

I  he  1  niversity  of  Maryland  evaluated  performance  requirements  for  AA  instrumentation, 
Northeastern  University  evaluated  performance  requirements  for  AE  instrumentation,  and 
P&W  coordinated  the  entire  task  while  evaluating  AE  and  other  types  of  instrumentation. 

The  loliowing  sections  detail  the  evaluation  criteria  for  the  various  JOAP  instrumentation 
used  m  the  performance  of  this  contract.  Specific  literature  references  were  sought  for  each 
approach. 

a.  Measurements 

I  in-  -pet  trometer  should  be  capable  of  measuring  at  least  these  19  elements  important  to 
JOAP  til'd-  tron.  aluminum,  titanium,  chromium,  copper,  magnesium,  silver,  nickel,  silicon. 


molybdenum,  sodium,  zinc,  lead,  boron,  tin,  barium,  sulfur,  phosphorus,  and  calcium.  These 
elements  should  be  measured  in  a  simultaneous  or  rapid  sequential  mode  to  achieve  a  complete 
multielement  analysis  with  a  desired  sample  turnaround  time  of  one  per  minute  or  less. 


b.  Repeatability 

As  defined  for  calibration  standards  and  set  forth  as  a  goal  for  used  oil  samples,  the 
precision  of  measurements  will  be  ±  10%  for  a  1-  to  5-ppm  concentration  range,  ±5%  for  a  5-  to 
100-ppm  concentration  range,  and  ±2.5%  for  a  range  of  100  to  1000  ppm. 

c.  Accuracy 

As  determined  by  gravimetric  analysis  of  the  sample,  the  true  value  or  accuracy  of 
measurements  made  by  the  spectrometer  will  be  within  the  limits  of  ±1%. 

d.  Sensitivity 

finder  multielement  analysis  conditions,  the  spectrometer  will  permit  measurement  of  all 
elements  with  sensitivity  of  1  ppm  or  greater  for  each  element. 

e.  Dynamic  Range 

The  linearity  of  working  range  for  the  spectrometer  from  1  ppm  up  to  specific  full-scale 
levels  is  stated  in  Table  1. 


TABLE  1. 

ELEMENTAL  DYNAMIC  RANGES 


Element 

Range  (ppm) 

Iron 

1 

to 

1000 

Sodium 

1 

to 

500 

Aluminum 

1 

to 

500 

Zinc 

1 

to 

1000 

Titanium 

1 

to 

500 

Lead 

1 

to 

500 

Chromium 

1 

to 

500 

Boron 

1 

to 

500 

Copper 

1 

to 

500 

Tin 

1 

to 

500 

Magnesium 

1 

to 

500 

Barium 

1 

to 

1000 

Silver 

1 

to 

500 

Sulfur 

I 

to 

500 

Nickel 

1 

to 

500 

Phosphorous 

1 

to 

1000 

Silicon 

1 

to 

500 

Calcium 

1 

to 

1000 

Molybdenum 

1 

to 

500 

3.  TASK  3  —  INSTRUMENTAL  DESIGN  EVALUATION 

During  the  second,  third,  and  fourth  months  of  this  program,  all  instrumentation 
potentially  suitable  for  JOAP  was  evaluated  on  the  basis  of  design  requirements.  The  University 
of  Maryland  conducted  this  evaluation  on  AA  instrumentation.  Northeastern  University 
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conducted  a  similar  evaluation  on  AH  instrumentation,  and  P&W  evaluated  other  instrumenta¬ 
tion  identified  from  the  literature  search. 

The  following  design  requirements  were  evaluated  for  all  potential  JOAP  instrumentation: 

1.  The  instrumentation  should  include  improved,  effective  sample  introduc¬ 
tion  systems  and  sample  reservoir  systems  to  achieve:  (1)  a  complete, 
representative  introduction  of  the  sample  and  (2)  adequate  maximal 
excitation  temperatures  and  residence  times  of  particles  for  accurate 
analysis  of  metal  particulates  and  refractory  metals. 

2.  'I'he  instrumentation  should  be  simple  to  operate,  requiring  no  special 
operator  skills. 

2.  The  instrumentation  should  be  optimized  for  ruggedness,  durability, 

occasional  movement,  and  portability.  (Improvements  might  include  shock 
mounting,  sealed  optics,  and  automated  optical  alignment  equipment.) 

4.  Environmental  constraints  that  influence  potential  JOAP  instrumentation 
should  be  evaluated.  A  desired  range  is  0-to-90r<  humidity  and  10-to-43°C 
150  to  1 10  F). 

5.  Use  of  hazardous  gases  should  be  eliminated  and  requirements  for 
consumables  minimized. 

6.  All  safety  aspects  should  be  addressed  to  minimize  hazards  to  the  operator 
and  the  laboratory  environment. 

7.  High  reliability  should  be  required  in  daily  operations  and  in  long-term 
maintainability. 

8.  Automatic  procedures  for  performing  instrumentation  calibration  stan¬ 
dardization  should  be  implemented  to  eliminate  dependency  on  operator 
skill,  environmental  conditions,  and  the  excessive  time  required  for 
repetitive  manipulations.  Recalibration  should  be  required  no  more  fre¬ 
quently  than  once  per  8-hour  shift. 

St.  Inter-element  and  matrix  effects  for  various  oils,  both  hydrocarbon  and 
synthetic,  should  be  evaluated  and  minimized  by  the  selected  instrumenta- 
t  ion. 

10.  Instrumentation  techniques  selected  should  demonstrate  the  capability  to 
detect  large  particles,  i.e.,  demonstrating  freedom  from  particle  size 
discrimination. 

11.  Electrical  power  requirements  should  be  such  that  the  instrument  demon¬ 
strates  conversion  capability  (110/220  volts  alternating  curent  (vac), 

50/60  Hertz  (Hz))  and  stable  operation  under  power  source  fluctuations 
(110  vac  ±20rr,  220  vac  ±  10f7  ). 

12.  'I'he  instrumentation  should  incorporate  state-of-the-art  technology  includ¬ 
ing:  printed  circuit  boards,  integrated  circuit/chip  technology,  solid-state 
electronics,  and  modular  maintenance,  such  that  internal  diagnostics  may 
be  used  by  the  operator  for  detection  of  instrument  malfunction  and 
subsequent  module  replacement. 


13.  State-of-the-art  laboratory  microprocessor  capability  for  an  automated 
spectrometer  operation  is  as  follows: 

•  Capability  for  expandable  memory 

•  Automatic  data  storage  for  subsequent  reformat 

•  Provision  for  additional  communication  ports 

•  Printer  with  graphics  capability 

•  Large  cathode-ray  tube  (CRT)  with  graphics  capability 

•  Software  for  system  self  diagnostics 

•  CRT  with  roll  capability  for  multiple-page  data  display 

•  Software  for  spectrometer  standardization 

•  Software  to  compensate  for  instrument  drift 

•  Provision  for  Interfacing  with  central  data  bank;  output  of 
results  compatible  with  entry  into  JOAP  data  management 
systems. 

4.  TASK  4  —  ANALYSIS  OF  FINDINGS 

The  results  of  Tasks  1  through  3  were  the  basis  for  an  analysis  of  findings  conducted  during 
the  fifth  and  sixth  months  of  this  program.  The  data  generated  in  Tasks  1  through  3  were 
reviewed  bv  senior  investigators  from  the  University  of  Maryland,  Northeastern  University  and 
P&W  during  a  meeting  at  the  P&W  West  Palm  Beach,  Florida  facility.  Evaluation  criteria  were 
reviewed  and  a  weighting  system  was  devised  to  rank  the  candidate  instruments.  Through  this 
analysis  the  spectroscopic  techniques  best  meeting  the  design  and  performance  criteria  contained 
in  Solicitation  No.  F33615-84-R-2400  were  identified.  At  the  end  of  Task  4  a  conference  of  the 
senior  investigators  and  representatives  uf  the  three  services  was  held  to  discuss  the  results. 

P&W  subsequently  selected  for  additional  testing  and  evaluation  the  spectroscopic 
technique  best  meeting  the  design  and  performance  criteria.  This  selection  was  made  on  the  basis 
of  an  evaluation  of  the  findings  presented  at  the  meeting  and  additional  input  from  the 
AFWAL/POSL  Project  Engineer. 

The  following  factors  were  considered  in  the  selection  process: 

•  The  accuracy,  sensitivity,  and  linearity  at  full-scale  dynamic  range  and 
repeatability  (precision)  attainable  for  each  element  and  technique 

•  Interferences  in  detectability  of  any  element  by  spectral,  physical,  and 
chemical  (interelement  and  matrix  effects)  techniques  and  effects  of 
viscosity  differences 

•  The  ability  of  candidate  instrumentation  to  conduct  rapid  multielement 
analysis 


•  Special  provisions  enhancing  particle-size  independence  such  as  special 
sample  introduction  systems,  nebulizers,  or  high-intensitv  sources 

•  The  applicability  to  nondilution  of  oil  samples 

•  Compatibility  with  use  of  present  -JOAP  Conostan  standards 

•  The  applicability  toward  trending  analysis  of  data 

•  The  feasibility  of  microcomputer  automation  of  analysis  cycle,  optical 
alignment,  calibration,  standardization,  output  of  results,  and  interface  with 
central  data  bank 

•  The  suitability  to  internal-diagnostic  modular  repair 

•  The  requirements  for  consumables  and  electrical  power 

•  The  operability  under  required  environmental  conditions 

•  Safety  considerations  for  instrument  operations 

•  The  cost  per  sample  for  the  current  and  proposed  methods 

•  Cost  benefit  analysis. 

5.  TASK  5  —  VERIFICATION  TESTING 

Task  5  was  initiated  in  the  seventh  month  of  the  program  and  was  concluded  in  the 
eleventh  month.  Three  subtasks  were  completed  during  this  phase  of  the  contract. 

a.  Instrument  Optimization 

This  subtask  involved  establishing  optimal  operating  conditions  for  the  candidate 
instrument  in  accordance  with  the  selection  factors  listed  in  Task  4.  Northeastern  University 
was  responsible  for  this  effort. 

b.  Synthesis  of  Standards  and  Collection  of  Used  Engine  Samples 

This  subtask  involved  research  efforts  at  P&W  and  at  Northeastern  University.  P&W 
provided  used  engine  samples  with  help  from  the  .JOAP  Technical  Service  Center.  These  samples 
included  MIL-I.-7808,  MIL-L-87100,  MIL-U-23699,  and  mineral-base  used-oil  samples  provided 
by  Army  -JOAP  management.  The  group  at  Northeastern  University  generated  particulate  metal 
standards  and  acquired  organometallic  standards  from  the  National  Bureau  of  Standards  and 
from  Conoco,  Ponca  City,  OK. 

c.  Verification  Testing 

This  subtask  was  accomplished  by  Northeastern  University  and  involved  an  evaluation  of 
the  performance  characteristics  of  the  target  instrument  identified  in  Task  4.  Design 
characteristics  were  evaluated  on  the  basis  of  the  manufacturer's  literature  and  an  analysis  of  the 
sped  rometer’s  features. 


SECTION  III 


RESULTS 


1.  GENERAL  SEARCH  RESULTS 

During  the  literature  search.  718  abstracts  were  reviewed  from  the  Defense  Documentation 
Center  of  the  Defense  Logistics  Agency  (DDCDLA).  Of  these,  79  papers  were  studied  in  detail. 
Fifty-three  abstracts  were  reviewed  from  the  DIALOG search  and  25  reports  were  further 
analyzed  in  detail.  Additional  searches  of  the  technical  literature  in  analytical  chemistry  and 
applied  spectroscopy  produced  hundreds  of  references. 

Manufacturers  of  potential  JOAP  instrumentation  were  also  contacted  and  asked  to 
provide  information  on  currently  available  instrumentation  and  products  under  development. 
The  following  are  synopses  of  the  information  provided. 

Allied  Analytical  Systems ,  Waltham,  MA 

Allied  Analytical  Systems  provided  data  on  their  inductively-coupled  plasma  atomic 
emission  (ICP-AE)  and  atomic  absorption  (AA)  systems.  The  former  included  two  simultaneous 
multielement  spectrometers,  the  “ICAP  9000"  and  the  "ICAP  1 100”.  Both  are  based  on  0.75  m 
Howland  circle  optics  in  a  sealed  chassis  for  measurements  in  the  vacuum  ultraviolet  region.  The 
ICAP  1100  incorporates  a  2400  groove/mm  grating  and  provides  greater  linear  dispersion  and 
resolution  for  wavelengths  up  to  500  nm  than  does  the  ICAP  9000.  The  former  spectrometer  also 
has  greater  data  handling  capacity  through  the  use  of  a  minicomputer-based  work  station.  Allied 
Analytical  Systems  has  recently  developed  an  electrothermal  vaporization  (ETV)  cell  for  sample 
introduction  to  the  ICP  sources.  This  combination  may  eliminate  particle-size  dependency  from 
among  the  disadvantages  of  ICP  atomic  emission  spectrometry.  While  an  ETV-ICP  system  was 
shown  at  the  Pittsburgh  Conference  in  March  1985,  the  system  will  probably  not  be  available 
until  mid-  or  late- 1986. 

Applied  Research  Laboratories  (ARL),  Sunnland,  VA 

ARI,  supplied  documentation  of  the  Model  34000,  a  0.75-meter  simultaneous  ICP  emission 
spectrometer,  and  the  Model  3520,  a  1-m  scanning  instrument.  The  latter  features  a  stationary 
concave  grating  in  a  Paschen-Runge  mount  and  an  array  of  225  exit  slits  in  the  focal  plane.  A 
wavelength  is  selected  by  driving  a  photomultiplier  tube  to  a  position  behind  one  of  the  exit  slits 
and  then  moving  the  entrance  slit  slightly  to  align  the  desired  wavelength  on  the  selected  exit 
slit.  Both  spectrometers  may  be  evacuated  for  measurements  at  wavelengths  shorter  than  190 
nm.  Data  were  also  provided  on  the  ARL  line  of  x-ray  fluorescence  spectrometers. 

Haird  Corporation,  Bedford.  MA 

Baird  demonstrated  three  spectroscopic  instruments  including  an  updated  version  of  the 
A  E35L-3  rotrode  system  (the  EAS-20  which  was  introduced  in  1979.  The  FAS-2C  features 
modified  power  distribution  and  venting  systems  for  the  source,  a  new  control  panel  layout  and 
readout  displays,  and  considerably  simplified  signal  processing  and  data  reduction  hardware. 
Electronic  modifications  have  reduced  the  number  of  circuit  boards  from  89  to  8  and  eliminated 
the  mechanical  relays  of  the  A/E351J  integrator  circuits. 

Analyses  of  used  oil  samples  were  conducted  bv  Baird  applications  chemists  using  the 
"Spent  rovac"  multichannel  IGP  atomic  emission  spectrometer  and  the  “AES  200”  12-channel 
atomic  (Florescence  spectrometer.  The  former  instrument  featured  an  automatic  on-line  sample 


dilution  system  in  which  the  oil  samples  were  mixed  with  kerosene  in  a  volume  ratio  of  about  1:4 
as  they  were  introduced  to  the  ICP. 

buck  Scientific,  East  Norwalk,  CT 

Buck  Scientific  provided  data  on  an  AA  spectrometer.  The  instrument  is  simple,  compact, 
and  inexpensive. 

El) AX  International,  Prairie  View,  IL 

EDAX  provided  data  on  x-ray  analysis  techniques  which  were  considered  to  be  suitable  for 
wear  particle  analysis  in  lubricating  oils.  EDAX  markets  the  Philips  line  of  x-ray  spectrometers 
which  are  highly  automated  and  are  available  in  simultaneous  configurations. 

Instruments  SA  (ISA),  Metuchen,  NJ 

ISA  provided  data  on  their  simultaneous  ICP-AE  systems,  which  are  used  for  routine  wear 
metal  analysis  of  oils  by  the  French  Air  Force.  According  to  the  manufacturer,  use  of  this 
technique  has  allowed  the  French  Air  Force  to  identify  alloy  metals  from  wearing  components  in 
oil  samples  at  sub-ppm  levels.  This  has  presumably  been  made  possible  by  the  lower  detection 
limits  obtained  with  the  ICP  than  with  rotrode  atomic  emission  systems. 

Ke vex  Corporation,  Foster  City,  CA 

Kevex  provided  information  on  its  x-ray  spectrometers.  Technical  briefs  on  wear  particle 
analysis  of  lubricating  oils  by  x-ray  techniques  were  included  in  their  correspondence. 

Leeman  Labs,  Lowell,  MA 

Leeman  Labs  provided  information  on  a  prototype  direct  current  plasma  (DCP)  called  the 
graphite  filament  plasma  which  incorporates  a  moving  graphite  braid  as  the  anode  of  the  plasma 
arc  and  as  the  conveyor  of  sample  to  the  arc.  The  source  is  not  available  commercially  and  is 
under  study  and  development  in  a  research  program  supported  by  Leeman  Labs  at  Northeastern 
University. 

Leeman  manufactures  ICP  AE  spectrometers  based  on  an  echelle  grating  and  a  prism 
which  serves  to  separate  wavelengths  in  overlapping  orders  and  to  focus  dispersed  radiation  on 
the  focal  plane.  Both  the  grating  and  prism  are  stationary;  wavelength  selection  is  achieved  in 
the  sequential  mode  of  operation  by  driving  a  photomultiplier  tube  to  a  position  behind  one  of 
approximately  300  exits  slits  which  have  been  etched  at  positions  corresponding  to  the  focal 
plane  locations  of  prominent  emission  lines  of  62  elements.  A  simultaneous  multichannel  version 
of  the  spectrometer  can  be  configured  with  up  to  48  photo  tubes. 

The  Leeman  Labs  ICP  uses  free-running  circuitry  and  direct  coupling  to  provide  power  to 
the  plasma.  The  radio  frequency  (RF)  feedback  antenna  used  in  most  ICPs  is  replaced  by 
circuitry  that  maintains  constant  plate  current  by  continuously  adjusting  power  to  the  oscillator. 
Because  the  RF  generator  is  directly  coupled  to  the  induction  coil  surrounding  the  plasma 
discharge,  there  are  no  power  losses  in  the  impedance-matching  network,  and  the  source  is 
relatively  compact  and  less  susceptible  to  shock  damage. 

Perkin-Elmer  Corporation,  Norwalk,  CT 

Perkin-Elmer  provided  data  on  their  ICP  atomic  emission  and  atomic  absorption 
instruments.  The  emission  spectrometers  are  designed  for  sequential  multielemental  analyses 
only. 
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Photochemical  Research  Associates  (PRA).  London,  Ontario,  Canada 

I’RA  provided  data  on  an  ICP  AE  spectrometer  in  the  advanced  stages  of  development.  The 
spectrometer  features  a  low-resolution  preliminary  dispersing  element,  elimination  of  unwanted 
spectral  regions  using  filters,  recombination  of  the  optical  beam  and  final  dispersion  using  an 
echelle  grating.  The  detector  is  a  single  1024-pixel  photodiode  array  for  simultaneous 
mult  [elemental  analyses. 

SCI  EX,  Thornhill,  Ontario,  Canada 

SCI  EX  provided  information  on  the  "ELAN”  ICP/  mass  spectroscopy  elemental  analysis 
system.  The  use  of  a  mass  spectrometer  as  a  detector  provides  greater  freedom  from  spectral 
interferences  and  detection  limits  that  are  one  to  two  orders  of  magnitude  lower  than  those 
obtained  with  ICP  optical  emission.  The  interface  between  the  ICP  and  the  quadrupole  mass 
spectrometer  features  a  cryostatic  vacuum  pump. 

Spectra,  Fitchburg,  MA 

Spectro  furnished  data  on  the  “Spectroil  Model  W"  pulsed  dc  arc/spark  rotrode  AE  system. 
The  arc  is  struck  using  a  high  voltage  spark  at  the  rate  of  120  per  second.  In  the  prototype  data 
acquisition  mode,  the  emission  produced  by  each  arc/spark  is  recorded.  These  data  are  used  to 
generate  histograms  of  frequency  of  occurrence  versus  intensity  which  provide  an  indication  of 
particle  si/e.  The  excitation  source  may  be  coupled  to  one  or  two  24-channel  polychromators 
using  quartz  optical  fibers.  Each  polychromator  is  based  on  0.75-m  optics  in  a  Paschen-Runge 
mounting.  Information  was  provided  on  an  ashing  rotrode  source  in  which  30-pl  volumes  of  oil 
samples  are  dispensed  directly  on  rotating  disk  electrodes.  The  samples  are  ashed  by  resistivelv 
heating  the  disks  prior  to  striking  the  arc.  Spectro  also  offers  an  ICP  source  coupled  to  the  above 
polychromator. 

Beckman  Instruments  (Spectrametrics),  Fullerton,  CA 

Spectrametrics  provided  literature  on  the  “Spectraspan  V”  20-channel  polychromator 
coupled  to  either  a  DCP  or  an  ICP.  The  performance  of  the  three-electrode  dc  plasma  is  well 
documented  by  past  research  (References  3,  68,  and  69).  The  polychromator  is  basically  the  same 
echelle  grating  instrument  introduced  as  the  Spectraspan  III  in  the  early  1970s.  It  features 
movable  grating  and  prism  components  and  manual  optical  alignment. 

V Y »  Instruments,  Stamford,  CT 

V( I  Instruments  provided  technical  data  on  the  “PlasmaQuad"  ICP/mass  spectrometer  for 
elemental  analysis.  The  major  distinction  between  the  VG  instrument  and  the  SCIEX  ICP/MS 
described  above  is  in  the  pumping  system  which  allows  the  coupling  of  an  argon  plasma  operating 
at  atmospheric  pressure  with  a  quadrupole  mass  spectrometer  operating  at  10  h  torr.  The  VG 
system  includes  tandem  diffusion  pumps  following  a  lst-stage  mechanical  pump  to  produce  this 
pressure  differential.  The  SCIEX  instrument  uses  a  single  cryo-pump  instead  of  the  tandem 
diffusion  pumps. 

Varum  Instruments  Croup,  Palo  Alto,  CA 

Varian  provided  data  on  AA  instrumentation. 

Academic  research  teams,  including  those  headed  by  Dr.  Ramon  Barnes  at  the  University 
of  Massachusetts,  Dr.  -Joseph  A.  Caruso  at  the  University  of  Cincinnati,  and 
l)r.  -lames  VVinefordner  at  the  University  of  Florida,  also  provided  information  and  advice  in 


personal  interviews  and  through  correspondence.  Additional  data  and  accounts  of  analytical 
experiences  were  collected  from  the  Army,  Navy  and  Air  Force  technical  specialists  assigned  to 
the  JOAP  Technical  Support  Center  in  Pensacola,  Florida. 
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As  a  result  of  the  general  literature  search  and  the  above  fact-finding  activities,  the 
following  spectroscopic  techniques  in  the  configurations  indicated  were  identified  as  having 
potential  use  in  the  JOAP. 


a.  Atomic  Absorption  Spectroscopy  (AAS) 

•  Hollow  cathode  source  with  flame  atomization 

•  Hollow  cathode  source  with  electrothermal  atomization 


Continuum  source  simultaneous  multielement  analysis  with 
flame  atomization 


Continuum  source  simultaneous  multielement  analysis  with 
graphite  furnace  atomization. 


Atomic  Emission  Spectroscopy  (AES) 


Arc/spark  excitation  source  incorporating  the  rotating  disk 
electrode 


ICP  excitation  source  with  aerosol  sample  introduction 


ICP  excitation  source  with  graphite  furnace  sample  intro¬ 
duction 


ICP  excitation  source  with  laser  ablation 
Laser  induced  breakdown  spectroscopy 
Graphite  furnace  excitation  source  with  direct  sampling 
DCP  excitation  source  with  aerosol  sample  introduction 


DCP  excitation  source  with  graphite  braid  sample  introduc¬ 
tion. 


c.  Other  Instrumental  Techniques 


ICP  atomic  fluorescence  with  aerosol  sample  introduction, 
and  cathode  lamp  excitation 


X-ray  fluorescence  with  direct  sampling 


ICP  with  aerosol  sample  introduction  as  an  ionization  device 
for  mass  spectroscopy 


X-rav  fluorescence  with  prefiltration  of  samples  prior  to 
analysis. 
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2.  PERFORMANCE  REQUIREMENT  EVALUATION 


a.  Measurements 

All  of  these  potential  methods  may  be  used  to  determine  most,  or  all,  of  the  following 
elements  in  lubricating  oils:  iron,  aluminum,  titanium,  chromium,  copper,  magnesium,  silver, 
nickel,  silicon,  molybdenum,  sodium,  zinc,  lead,  boron,  tin,  barium,  sulfur,  phosphorous,  and 
calcium.  The  time  required  for  one  sample  to  be  analyzed  for  all  of  these  elements  can  vary  from 
1  minute  to  several  hours.  An  important  consideration  is  whether  the  instrument  is  sequential  or 
simultaneous  in  its  multielement  mode  of  operation.  For  this  study,  only  polychromators 
providing  simultaneous  multielement  analysis  were  considered  to  be  capable  of  providing 
1-minute  analyses  by  atomic  spectroscopy  with  the  requisite  precision  and  accuracy.  Sample 
preparation  including  filtration  or  acid  digestion  may  increase  analysis  times  by  20  minutes  or 
more. 

b.  Repeatability 

In  the  analysis  of  used  oil  samples,  the  precision  of  analytical  measurements  depends  on 
several  factors  including  (1)  analytic  concentration  versus  analytical  detection  limit,  (2)  the 
stability  of  the  source/atom  reservoir,  (3)  the  reproducibility  with  which  the  sample  is  introduced 
to  the  source/atom  reservoir,  (4)  the  signal  acquisition  interval,  and  (5)  the  particle-size 
dependence  of  the  technique. 

For  the  purposes  of  this  study,  precision  was  evaluated  from  measurements  of  the  short¬ 
term  relative  standard  deviations  in  analytical  signals  produced  as  oil  samples  containing 
dissolved  analytic  species  were  introduced.  In  this  context,  precision  provides  an  estimate  of  the 
random  error  one  may  associate  with  a  particular  instrumental  technique  rather  than  with 
overall  analytical  uncertainty.  Other  factors,  such  as  variability  in  sample  viscosity  or  the  aize  of 
wear  particles  or  spectral  or  chemical  interferences,  may  affect  both  precision  and  accuracy. 
These  are  assessed  in  the  next  section  in  an  evaluation  of  the  systematic  errors  which  degrade 
accuracy. 

Argon  plasmas  are  exceptionally  stable  atom  reservoirs  and  excitation  sources.  Short-term 
variations  in  emission  intensity  are  typically  1%  or  less  for  ICPs  and  1  to  2%  for  DCPs.  Much  of 
the  variability  that  is  encountered  does  not  appear  to  come  from  variations  in  the  source,  but 
rather  from  the  sample  introduction  system.  It  was  found,  for  example,  that  when  an  ICP  was 
coupled  to  a  high-pressure  cross-flow  nebulizer  that  provided  a  more  uniform  sample  aerosol 
than  the  commercially  available  nebulizers,  the  relative  standard  deviation  in  emission 
intensities  fell  into  the  0.1  to  0.3fc  range  (Reference  8).  Similarly  with  the  DCP,  introduction  of  a 
sample  matrix  (hexane),  which  was  completely  vaporized  in  the  sample  introduction  system, 
yielded  relative  standard  deviation  (RSD)  values  less  than  1%  (Reference  9)  because  variability 
in  the  size  of  aerosol  particles  reaching  the  DCP  ceased  to  be  a  source  of  analytical  variability. 

While  the  literature  contains  many  papers  describing  the  analysis  of  organic  samples  with 
ICPs  and  DCPs,  plasma  instability  resulting  in  decreased  precision  has  been  reported  with  these 
samples.  ICP  stability  can  be  degraded  by  volatile  sample  matrices  that  increase  the  rate  of  vapor 
delivery  to  the  plasma.  If  this  rate  is  too  high,  the  plasma  is  partially  quenched,  reflected  power 
levels  increase,  and  the  plasma  becomes  less  stable.  To  overcome  these  problems,  analysts 
typically:  ( 1 1  use  higher  applied  power  to  the  ICP,  i.e.  1.75  kw  versus  1.0  kw  for  aqueous  samples, 
and  (2)  select  solvents  of  moderate  volatility  such  as  xylenes  or  kerosene  (Reference  10)  rather 
than  acetone  or  hexane  to  dilute  viscous  oil  samples.  Improved  stability  has  also  been  achieved 
by  decreasing  the  rate  of  sample  delivery  to  the  nebulizer  and  by  using  an  aerosol/vapor  delivery 
tube  of  narrower  bore  to  increase  hack  pressure  in  the  spray  chamber  and  so  decrease  solvent 
vaporization  (Reference  11). 


The  precision  of  atomic  absorption  measurements  with  combustion  flames  approaches  that 
of  atomic  emission  measurements  using  the  ICP.  In  both  techniques  samples  are  converted  into 
aerosols  that  are  fed  continuously  into  the  atomization  cell.  Such  steady  state  atom  populations 
tend  to  produce  the  most  precise  measurements.  The  use  of  electrothermal  vaporization  increases 
the  sensitivity  of  AA  (and  AE)  measurements,  but  the  transient  atom  populations  that  produce 
the  analytical  signal  do  so  with  less  precision;  RSD  values  for  graphite  furnace  AA  are  typically 
5 c,'c.  This  is  about  the  precision  obtained  with  arc/spark  emission  sources  and  with  the  graphite 
filament  plasma  (GFP).  The  unique  sample  delivery  system  of  GFP  sets  it  apart  from  those  that 
rely  on  aerosol  generation.  The  conveyor  belt  approach  to  sample  delivery  in  the  GFP  enhances 
the  efficiency  of  sample  transfer,  but  produces  a  transient  emission  signal. 

c.  Accuracy 

The  particle  size  distribution  of  wear  debris  and  the  particle-size  dependency  of  the 
analytical  technique  are  believed  to  be  the  most  critical  factors  limiting  the  accuracy  of 
spectroscopic  methods  for  wear  metal  analysis.  The  data  plotted  in  Figure  1  were  obtained  when 
several  particle-size-dependent  and  independent  methods  were  used  to  analyze  a  set  of  used- 
engine  oils.  Accuracy  to  within  \%  of  the  true  value  may  not  be  achieved  even  with  a  particle- 
size-independent  technique  incorporating  acid  digestion  and/or  dry  ashing  in  sample  pretreat¬ 
ment;  previous  investigations  have  documented  incomplete  recoveries  of  particulate  wear  metals 
(References  12  and  13). 

The  accuracy  (and  precision)  of  analytical  results  obtained  with  the  direct  introduction  of 
small  sample  volumes  may  be  adversely  affected  by  low-number  densities  of  wear  particles.  For 
example,  the  volumes  taken  for  analysis  in  graphite  furnace  techniques  are  typically  10  —  20  pi. 
If  the  wear  process  produces  few  relatively  large  particles,  the  probability  of  one  of  these  particles 
being  present  in  so  small  a  sample  volume  may  be  significantly  less  than  unity.  Overcoming  this 
problem  in  sampling  statistics  may  involve  replicate  (n)  analyses  tu  increase  the  volume  of 
sample  analyzed.  This  approach  would  have  the  undesirable  effect  of  lengthening  analysis  time 
by  a  factor  of  n. 

Differences  in  the  viscosity  of  oil  samples  may  affect  analytical  accuracies  when  the 
rotating  disk  arc/spark  is  used  for  emission  spectroscopy.  The  rate  of  sample  delivery  to  the  arc 
depends  on  the  viscosity  of  the  sample.  Therefore,  the  standards  used  for  calibration  and  the 
samples  to  be  analyze-1  must  have  the  same  viscosity  or  inaccurate  measurements  will  result. 

d.  Sensitivity 

Detection  limits  of  1  ppm  or  less  can  be  achieved  for  a  majority  of  the  19  elements  of 
interest  with  most  of  the  candidate  techniques.  X-ray  fluorescence  is  generally  the  least  sensitive 
of  the  candidate  techniques  particularly  for  the  low-atomic  number  elements.  To  determine 
sulfur  bv  atomic  spectroscopy,  evacuated  or  purged  optics  are  required  since  the  prominent  sulfur 
lines  are  located  at  wavelengths  below  185  nm.  For  most  elements  the  required  dynamic  ranges 
can  be  achieved  by  plasma  emission  and  fluorescence  techniques.  However,  only  limited  ranges 
are  achieved  with  AA  using  hollow  cathode  lamps  and  with  carbon  furnace  atomic  emission. 

e.  Ranking  and  Elimination  of  Potential  JOAP  Techniques  Using  Performance  Criteria 

Based  on  the  performance  requirements  established  for  a  spectrometer  to  support  JOAP 
through  the  year  2000,  and  based  on  discussions  with  JOAP  personnel,  contract  monitors,  and 
engine  lubrication  system  specialists  at  P&W,  the  following  were  set  as  minimum  performance 
standards  for  candidate  JOAP  instrumentation: 


1.  The  instrumental  technique  must  be  capable  of  determining  iron,  aluminum, 
titanium,  chromium,  copper,  magnesium,  silver,  nickel,  and  silicon 


2.  The  technique  must  be  capable  of  conducting  an  analysis  in  under  4  minutes. 

This  interval  includes  sample  preparation,  introduction,  and  quantitation  of 
the  target  elements 

.'1.  The  technique  must  be  capable  of  a  precision  of  ±  10%  for  analyte 
concentrations  of  1  to  5  ppm  and  ±  5 %  for  all  concentrations  above  5  ppm  as 
established  by  analyzing  organometallic  standards 

4.  The  technique  must  be  capable  of  analytical  accuracy  within  5%  of  the  true 
value  for  organometallic  standards 

n.  The  technique  must  have  a  linear  dynamic  range  from  1  to  100  ppm  for  all 
elements  listed  in  criterion  No.  1. 

The  above  standards  were  set  as  the  minimum  performance  requirements  for  the  most 
critical  mission  of  JOAP:  the  monitoring  of  aircraft  engines.  However,  JOAP  has  other  missions 
which  require  a  greater  dynamic  range  for  the  target  elements  and  the  inclusion  of  a  greater 
number  of  elements.  The  instrument  to  be  designated  the  optimum  JOAP  instrument  would  be 
the  one  meeting  the  above  standards  and  the  greatest  number  of  the  performance  criteria  listed 
below.  A  grading  system  was  developed  allocating  credits  for  performance  beyond  the  previously 
listed  requirements.  Credits  were  awarded  as  follows: 

1.  Elements 

»  Five  credits  were  awarded  for  their  ability  to  monitor  the 
following  elements  (on  a  per  element  basis):  molybdenum, 
sodium,  zinc,  lead,  boron,  tin,  and  barium. 

•  Two  credits  were  awarded  for  their  ability  to  monitor  each  of 
the  following  elements  (on  a  per  element  basis):  sulfur, 
phosphorus,  and  calcium. 
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2.  Simultaneous  Analysis/Total  Analysis  Time 

•  Twenty  credits  were  awarded  for  an  analysis  time  of  under 

1  minute. 

•  Ten  credits  were  awarded  for  an  analysis  time  of  under 

2  minutes. 

•  Five  credits  were  awarded  for  an  analysis  time  of  under 
J  minutes. 

.'1.  Repeatabiht\ 

•  Five  credits  were  awarded  for  achieving  precision  of  mea¬ 
surements  within  *  o'<  for  1-to-n-ppm  concentrations. 

•  Five  credits  were  awarded  for  achieving  precision  of  mea¬ 
surements  within  *  2.o'r  for  5-to-  100-ppm  concentrations. 
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•  Five  credits  were  awarded  for  achieving  precision  of  mea¬ 
surements  within  ±2.5/o  for  100-to-10()0-ppm  concentra¬ 
tions. 

4.  Accuracy 

•  Two  credits  were  awarded  for  accuracy  of  measurements  of 
±  7.5% 

•  Two  credits  were  awarded  for  accuracy  of  measurements  of 

±  1.0%. 

5.  Sensitivity/ Dynamic  Range 

•  As  was  previously  shown  in  Table  1,  a  credit  of  2  points  per 
element  will  be  allowed  to  achieve  the  full  dynamic  ranges 
for  each  of  the  various  elements. 

Upon  evaluation  of  potential  JOAP  instrumentation  approaches,  the  following  techniques 
were  found  not  to  meet  minimum  performance  requirements: 

1.  Hollow  Cathode  Source  Flame  Atomization 

•  Multielement  analysis  time  exceeded  5  minutes. 

•  Detection  limit  for  aluminum,  titanium,  silicon,  molybde¬ 
num,  and  boron  cannot  be  achieved  with  required  sample 
dilution  within  the  minimum  precision  requirements  at 
1-ppm  concentrations. 

2.  Hollow  Cathode  Source  Electrothermal  Atomization 

•  Multielement  analysis  time  exceeded  5  minutes. 

1.  Continuum  Source  Flame  Atomization 

•  Detection  limits  for  aluminum,  titanium,  silicon,  molybde¬ 
num,  and  boron  cannot  be  achieved  with  required  sample 
dilution  within  the  minimum  precision  requirements  at  1- 
ppm  concentrations. 

4.  ICP  Excitation  Source  With  Laser  Ablation  Sample  Atomization  and 
Graphite  Braid  Sample  Introduction 

•  Minimum  detection  limits  of  1  ppm  cannot  be  achieved. 

5.  Laser  Ablation  Excitation  Source  with  Direct  Sampling 

•  Minimum  detection  limits  of  1  ppm  cannot  be  achieved. 

6.  X-Ray  Excitation  Source,  Direct  Sampling,  and  AF  Spectroscopy 

•  Minimum  detection  limits  for  aluminum,  magnesium,  sodi¬ 
um,  and  boron  of  1  ppm  cannot  be  achieved. 


7.  X-Ray  Excitation  Source.  Frefiltration  of  Sample  Prior  to  Analysis,  and 
AF  Spectroscopy 

•  Minimum  analysis  time  of  5  minutes  cannot  he  achieved. 

The  ranking  of  these  techniques  are  presented  in  this  report  with  the  results  of  the  Analysis 
of  Findings. 

3.  DESIGN  REQUIREMENT  EVALUATION 

The  design  requirement  evaluation  for  potential  JOAP  instrumentation  was  broken  down 
into  different  areas  and  is  presented  .is  follows. 

a.  Sample  Introduction 

There  are  various  techniques  in  sample  transport  and  introduction  used  in  AA,  AE,  AF,  and 
other  potential  -JOAP  techniques.  These  include  aerosol  generation,  laser  ablation,  high-voltage 
sparking,  electrothermal,  graphitic  braid,  and  direct  injection. 

( 1 )  Pneumatic  Nebulization 

Aerosol  generation  systems  typically  consist  of  a  nebulizer,  spray  chamber,  and  a  torch  or 
burner  excitation/atomization  component.  These  sample  introduction  systems  function  well 
with  homogeneous  liquids,  hut  may  not  quantitatively  deliver  representative  fractions  of 
heterogeneous  liquids,  such  as  suspensions  of  engine  or  transmission  fragments  in  oil.  There  is  a 
maximum  size  for  particles  of  a  given  density  which  will  pass  through  a  nebulizer  and  spray 
chamber;  above  this  size,  particles  are  lost  as  a  result  of  inertial  impaction  and  gravitational 
settling.  Even  larger  particles  may  clog  the  nebulizer.  This  is  a  problem  particularly  with  fine 
bore  concentric  nebulizers  used  with  many  ICP’s  (Reference  14). 

According  to  Stokes  Law,  gravitational  settling  velocities  of  particles  are  related  to  their 
size  and  density.  The  particle  transportation  limits  for  sample  delivery  systems  can  be  evaluated 
empirically  or  calculated  as  shown  in  the  following  equation. 

V  =  4.o  p,  g  r,  N 

where: 

ip, I  -  The  density  of  the  particles 
g  =  The  gravitational  constant 
(r,i  ---  The  radius  of  the  particle 
N  The  viscosity  of  the  nebulizer  gas  (argon) 

The  mean  residence  time,  t,  of  particles  in  a  spray  chamber  is  determined  by  measuring  the 
time  it  lakes  for  a  pulse  of  liquid  aerosol  to  pass  through  it.  The  product  t  x  V  defines  the 
distance  through  which  a  particle  settles.  'Phis  distance  can  be  compared  to  the  vertical 
dimensions  of  the  chamber  to  derive  a  settling  velocity  for  the  particle  which  will  be  removed 
from  the  gas  stream.  I ’sing  the  Stokes  Law  equation,  the  maximum  size  of  particles  of  a  given 
density  that  will  just  pass  through  the  chamber  can  be  calculated  from  this  Vs  value. 
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A  second  factor  limiting  t he  transport  of  particles  is  inertial  impaction. 

impaction  occurs  when: 

p,  r,  L  -  4.5  \  \' 

where: 

I.  -  The  radius  of  curvature  through  which  the  particle  must  travel  to 
avoid  impaction 

V,,  =  The  velocity  of  the  gas  stream  in  which  the  particle  is  entrained 

The  region  of  a  spray  chamber  with  the  smallest  L/vtgl  ratio  will  be  the  one  which  limits 
the  size  of  the  transported  particles  based  on  inertial  impaction. 

In  an  analysis  of  several  spray  chamber  designs,  Skogerboe  and  Olson  demonstrated  that 
the  cutoff  diameters  for  aqueous  aerosols  and  particles  of  NaNO,and  PblNO.)  .were  three-to-six 
times  smaller  due  to  gravitational  settling  than  to  inertial  impaction. 

In  contrast.  Browner  et  al.  (Reference  10)  determined  that,  as  a  result  of  relatively  high  gas 
flow  rates  and  extensive  battling  in  AA  spray  chambers,  inertial  impaction  was  more  critical  to 
aerosol  loss.  They  also  found  that  neither  mechanism  adequately  predicted  the  low  transport 
efficiencies  and  cutoff  diameters  of  ICP  sample  introduction  systems. 

Additional  losses  can  (te  induced  by  the  turbulent  mixing  of  aerosol  and  nebulizer  gas 
whhin  the  spray  chamber.  Circumstantial  evidence  for  this  mechanism  comes  front  the  visual 
observation  that  aerosol  deposition  occurs  throughout  a  spray  chamber  and  not  just  on  the 
bottom  surface  (as  a  result  of  gravitational  settling)  or  at  the  end  of  the  chamber  opposite  the 
nebulizer  (as  a  result  of  inertial  impaction).  The  fractional  transport  (T)  of  particles  of  diameter 
d  through  a  tubular  spray  chamber  is  given  by 

T  =  exp  1 -kd1  T  Qi 

where 

k  =  A  constant  whose  value  is  relative  to  the  degree  of  turbuience 

T  =-  The  length  of  the  chamber 

Q  -  The  volumetric  gas  flowrate. 

All  three  models  predict  that  the  transport  of  dense  particles  larger  than  a  few  microns  will 
occur  only  when  volumetric  gas  (low  rates  are  relatively  high.  Cnfortunately.  the  pneumatic 
nebulizers  user!  with  [CPs  are  designed  to  function  efficiently  at  gas  flow  rates  of  only  0.5  to 
o.s  liter--  per  minute.  Most  ICP  spray  chambers  contain  baffles  to  limit  the  passage  of  large 
aerosols.  The  commercial  DCP  jet  uses  nebulizer  gas  flow  rates  of  4  to  5  liters  per  minute  and  a 
sprav  chamber  of  simple  design.  Not  surprisingly,  the  DCF’  has  been  successfully  used  to 
quail! natively  determine  iron  particles  in  oils  up  to  14  microns  in  diameter,  while  in  the  same 
'tudv.  an  ICP  was  found  to  give  less  than  nonquantitative  results  for  particles  greater  than  7 
micron-  m  diameter  (Reference  4). 
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Large  particles,  which  do  pass  through  the  sample  introduction  systems  and  into  an  argon 
plasma,  may  still  not  contribute  quantitatively  to  the  analytical  signal.  During  its  flight  through 
the  central  channel  of  the  ICP  discharge  or  toward  the  analytical  zone  of  a  DCP  arc,  a  large 
particle  may  not  he  totally  dissociated.  This  phenomenon  has  been  documented  in  inverted  ICPs 
in  which  large  metal  particles  were  allowed  to  enter  the  plasma  by  literally  falling  out  of  the 
spray  chamber.  Incandescent  particles  were  observed  in  the  region  in  which  analytic  emission 
normally  occurs  (Reference  17).  Similarly,  the  zone  of  maximum  AE  produced  by  iron  particles 
up  to  28-micrometers  in  diameter  was  above  the  normal  viewing  zone  and  closer  to  the  arc 
continuum  of  the  three -elect rode  DCP  (Reference  4).  This  pattern  suggests  that  dislocation  and 
excitation  of  these  particles  requires  longer  residence  times  and  greater  temperatures  than  may 
be  provided  by  ICPs  or  DCPs. 

(2)  Rotating  Disk  Electrode 

In  addition  to  being  an  excitation  source  for  emission  spectroscopy,  the  rotating  disk 
electrode  I  rot  rode)  represents  a  unique  sample  delivery  technique.  Studies  of  the  particle 
transport  capabilities  of  the  rotating  disk  have  revealed  that  large  particles  (5  to  10  pm  or  more 
in  diameter)  are  not  effectively  vaporized  and  excited  in  the  arc  gap.  This  limitation  may  be  the 
result  of  the  particles  settling  in  the  sample  container  from  which  the  portion  analyzed  is  drawn, 
or  it  may  be  due  to  the  lack  of  sufficient  electrical  power  in  the  arc  to  vaporize  particles  larger 
than  a  few  pm  in  diameter.  Incomplete  recoveries  of  metal  particles  suspended  in  low-viscosity 
oils  may  be  due  to  settling  in  the  sample  container  while  suppressed  emission  from  metal 
particles  in  high- viscosity  oils  is  believed  to  be  due  to  a  thick  layer  of  sample  on  the  disk.  If  more 
arc  power  is  consumed  vaporizing  the  sample  matrix,  less  is  available  for  vaporizing  analytic 
particles  and  emission  intensities  decrease  (Reference  4). 

(3)  Direct  Injection 

A  modification  of  the  rotrode  in  which  viscous  samples  are  applied  directly  to  an  array  of 
rotating  graphite  disks  is  under  development  at  Spectro,  Inc.  (as  discussed  above).  After 
deposition  the  samples  are  ashed  and  the  residues  are  analyzed  by  arc/spark  emission 
spect  roseopy.  The  goal  of  this  approach  is  to  decrease  the  particle  size  dependency  of  the  rotrode 
technique  by  delivering  the  sample  direct  to  the  surface  of  the  electrode  and  to  increase 
sensitivity  by  removing  the  organic  matrix  and  concentrating  the  sample  on  the  electrode 
surface.  To  reduce  analysis  time,  a  cylindrical  electrode  containing  10  disk-shaped  lobes  has  been 
developed  which  allows  for  the  deposition  and  ashing  of  up  to  10  samples  at  a  time.  An  automatic 
sample  dispensing  system  is  under  development. 

Atomic  absorption  spectrophotometry  with  electrothermal  vaporization  (ETV)  has  been 
shown  to  give  quantitative  results  for  particulate  metals  in  oils  (Reference  7).  I’nfortunately 
commercial  AA  systems  can  be  used  to  determine  only  one  or  two  elements  at  a  time  and  so  do 
not  meet  the  rapid  multielementai  analysis  requirements  of  the  proposed  JOAP  instrument. 
However,  ETV  cells  have  recently  been  coupled  to  ICPs  (References  18-28).  This  approach 
provides  lor  simultaneous  multielementai  analyses  with  the  particle-size  independence  of  furnace 
AA.  It  also  otters  the  advantage  of  isolating  sample  desolvation,  ashing,  vaporization  and  partial 
atomization  in  the  furnace  from  atomization,  excitation,  and  ionization  in  the  ICP,  More  of  the 
plasma's  RF  power  is  then  available  tor  the  latter  processes  and  the  need  to  vaporize  the  solvent 
and  particulate  analytics  in  the  rapidly  moving  central  channel  of  the  ICP  is  eliminated. 
ETV/ICP  has  been  shown  to  provide  greater  linear  dynamic  range  than  a  graphite  furnace  AA.  It 
should  not  be  susceptible  to  many  of  the  matrix  problems  encountered  in  AA  since  there  is  no 
requirement  that  a  free  atom  population  be  reproducibly  formed  within  the  ETV  cell  during  each 
atomization  cycle. 
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A  potential  problem  with  electrothermal  vaporization  is  the  need  to  take  a  representative  10 
to  20  pi  aliquot  of  a  used  oil  sample.  The  number  density  of  wear-metal  particles  may  be  such 
that  a  larger  volume  will  be  required  as  noted  above  in  the  discussion  of  analytical  accuracy. 
Sampling  considerations  may  require  the  use  of  modified  atomization  cells,  perhaps  with 
removable  sample  boats  upon  which  successive  volumes  of  sample  could  be  deposited,  desolvated, 
and  ashed. 

Direct  sample  insertion  into  an  argon  plasma  has  been  developed  as  an  alternative  wav  to 
use  the  power  of  the  plasma  to  sequentially  desolvate,  ash,  and  vaporize  samples.  Usually 
milligram  quantities  of  sample  are  introduced  to  the  plasma  in  a  graphite  cup  supported  on  a 
non-conducting  rod.  This  assembly  is  inserted  into  the  plasma  torch  or  jet  in  place  of  the 
conventional  aerosol  delivery  tube. 

This  approach  was  first  described  in  1979  (Reference  39).  Since  then  various  investigators 
have  developed  and  applied  the  technique  (References  40-46).  Systems  to  automatically  deliver 
the  sample  to  the  plasma  have  been  developed  (Reference  43)  and  improvements  in  sample 
holder  design  have  been  made  (References  45-46).  Automatic  delivery  has  resulted  in  improved 
analytical  precision:  from  5-to-10%  relative  standard  deviation  (RSD)  in  emission  intensity 
measurements  with  manual  insertion  to  2%  with  a  microprocessor-controlled  stepper  motor  to 
drive  the  sample  insertion  rod.  Both  precision  and  sensitivity  are  enhanced  as  the  diameter  of  the 
graphite  holder  is  decreased,  thereby  reducing  its  thermal  mass  and  increasing  the  rate  of  sample 
vaporization  (Reference  46).  Precision  is  also  improved  by  adding  a  lid  to  the  sample 
compartment  which  has  the  effect  of  delaying  sample  vaporization  until  the  sample  holder  has 
reached  a  higher  temperature  (Reference  45). 

The  temperatures  of  the  sample  holders  inserted  into  ICPs  vary  between  1800  (Reference 
46)  and  300()°C  (Reference  40).  At  these  relatively  low  temperatures  some  elements,  especially 
those  that  form  refractory  carbides,  may  not  be  completely  vaporized.  For  the  elements  that  are, 
absolute  detection  limits  in  the  picogram  range  and  calibration  curves  that  are  linear  over  10'*  to 
K)1  have  been  reported  (Reference  39). 

(4)  Moving  Graphite  Braid 

A  I)CP  arc  with  a  unique  configuration  that  allows  the  direct  delivery  of  desolvated  sample 
to  the  plasma  has  recently  been  developed.  This  graphite  filament  plasma  (GFP)  gets  its  name 
from  its  anode,  which  consists  of  graphite  fibers  doubly  woven  into  a  braid  approximately  2.5  mm 
in  diameter.  To  remove  contaminants,  large  batches  of  the  filament  are  pyrolyzed  in  a  halogen 
atmosphere  during  the  manufacturing  process.  The  braid  may  be  additionally  purified  prior  to 
analysis  by  passing  it  through  the  plasma  arc  as  shown  in  Figure  2. 

In  the  GFP.  the  filament  is  fed  from  a  spool  into  graphite  clips  attached  to  a  transport 
system  which  resembles  a  miniature  conveyor  belt.  The  belt,  which  is  driven  bv  a  stepper  motor, 
conveys  the  filament  to  positions  where  sample  is  first  deposited  using  an  automatic  pipette.  The 
sample  residue  is  desolvated  and  then  introduced  into  the  plasma.  As  the  sample  is  dispensed, 
low  level  healing,  produced  by  applying  a  dc  voltage  across  bracketing  clips  ,  may  be  used  to 
control  the  spread  of  the  sample  along  the  filament. 

After  desolvation,  the  leading  clip  of  the  bracketing  pair  is  positioned  above  a  cathode 
assembly  block.  The  block  has  a  center  orifice  in  which  a  thoriated  tungsten  electrode  is 
positioned.  This  electrode  serves  as  a  cathode  when  the  plasma  arc  is  struck.  Argon  flows  upward 
through  the  orifice  at  a  rate  of  about  1  liter  per  minute. 

To  strike  the  arc,  an  automatic  sequence  is  started  in  which  argon  flow  turns  on.  the 
cathode  is  driven  up  through  the  assembly  block,  and  170  volts  dc  (open  circuit)  is  applied 
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between  the  cathode  and  the  flip  above  it.  When  the  cathode  contacts  the  clip  and  current  flows 
between  them,  the  cathode  is  withdrawn  into  the  block.  Electrical  continuity  between  the 
electrodes  is  maintained  through  ionization  of  argon  in  the  plasma  arc.  Once  the  arc  is  struck,  the 
conveyor  belt  moves  the  clip  away  from  the  area  of  the  block  so  that  the  filament,  rather  than  the 
clip,  serves  as  the  anode.  During  the  following  analyte  interval,  the  filament  passes  through  the 
plasma  and  analytic  deposited  on  it  is  vaporized  and  excited  by  the  plasma. 

(5)  Electrical  Discharge /Argon  Plasma 

The  use  of  electrical  discharges  as  vaporization  anti  aerosol  generation  devices  for  argon 
plasmas  has  met  with  some  success  particularly  for  analyses  of  conductive  solids  (References  47, 
49-52).  At  least  one  commercial  spark  source/ICP  is  available.  The  sample  usually  consists  of  a 
solid  machined  into  an  appropriate  shape  so  that  it  may  become  one  of  the  electrodes  of  the 
discharge.  Erosion  of  the  electrode  produces  a  highly  dispersed  aerosol  of  sample  fragments 
which  are  swept  into  the  plasma  source  by  a  stream  of  argon  gas. 

In  a  variation  of  the  widely  used  approach  in  which  tandem  discharges  are  coupled  together 
(one  for  sampling  and  one  for  vaporization  and  excitation),  Farnsworth  and  Hieftje  (Reference 
5  4  modified  an  ICP  torch  so  that  a  portion  of  the  incident  RF  power  was  directed  downward 
toward  a  grounded  conductive  plate.  This  secondary  discharge  had  the  form  of  a  thin  arc  with  a 
power  of  100  to  200  watts.  Samples  placed  on  the  plate  were  sputtered  off  by  the  arc  and  were 
swept  into  the  ICP.  Initial  results  were  only  semiquantitative. 

More  reliable  results  were  obtained  using  a  dc  micro  arc  in  which  0.5  to  2.0  pi  of  liquid 
samples  were  placed  on  a  tungsten  loop.  After  a  desolvation  step  the  loop  became  the  cathode  of  a 
100-watt  arc.  Sample  sputtered  from  the  loop  was  carried  into  an  ICP.  Absolute  detection  limits 
ranging  from  0.06  Picograms  (pg)  for  Ca  to  280  pg  for  Pb  and  a  precision  of  5%  RSD  were 
reported  (Reference  51). 

(6)  Laser  Vaporization/Argon  Plasma 

A  laser  is  an  attractive,  although  expensive,  alternative  to  electrical  discharges  for 
vaporizing  oil  samples  because  neither  the  sample  or  its  residue  need  be  conductive  nor  must  the 
sample  be  applied  to  a  conductive  metal  substrate.  Impingement  of  the  laser  beam  results  in 
vaporization  and  ablation  of  the  sample;  the  latter  process  gives  a  dispersed  aerosol  much  of 
which  is  small  enough  to  be  entrained  in  a  stream  of  argon  gas  flowing  into  the  sample  delivery 
tube  of  an  ICP. 

Ruby  lasers  in  both  normal  and  Q-switched  modes  have  been  used  to  ablate  and  vaporize 
metal  and  geological  samples  (References  53-55).  Cells  similar  to  those  for  ETV/ICP  are  used  to 
transport  sample  aerosol  and  vapor  to  the  ICP.  The  precision  of  emission  intensity  measure¬ 
ments  is  in  the  3-to-l()G -RSD  range  with  r>%  being  a  typical  value  provided  the  sample  is 
homogeneous.  Given  the  potentially  heterogeneous  distribution  of  particulate-wear  debris  in 
used  oils,  considerable  short  term  variability  in  laser/ICP  measurements  is  anticipated.  Reliable 
quantitative  results  may  require  complete  destruction  of  the  sample  target.  Absolute  detection 
limits  are  in  the  picogram  range  (Reference  56).  but  calibration  curves  are  sometimes  linear  only 
over  1  to  2  orders  of  magnitude  (Reference  55). 

b.  Simple  Operation 

The  ease  of  operation  for  a  candidate  spectrometer  is  defined  by  the  level  of  automation  and 
computer  control  incorporated  into  the  instrument's  design.  Many  atomic  absorption  and 
emission  systems  have  auto-sampling  and/or  auto-dilution  accessories  which  can  be  programmed 
either  individually  or  through  a  system  controller.  I'he  best  documented  auto-dilution/auto- 


sampling  technique  for  use  with  viscous  liquids  is  the  automatic  injection  dilution  system  (AIDS) 
developed  bv  Baird  Corporation  (Reference  57). 

No  automatic  sampling  ability  has  been  developed  for  the  rotrode  which  requires  that  both 
of  the  electrodes  and  the  sample  carrier  be  manually  replaced  between  runs.  Prior  to  each 
analysis,  the  counter  electrode  must  be  sharpened  and  the  arc  gap  reset  to  achieve  an  arc  of 
reproducible  geometry  and  power.  This  level  of  sample  and  source  manipulation  has  deterred 
automation  of  the  analytical  cycle. 

Most  of  the  candidate  techniques  are  commercially  available  in  configurations  that  allow 
for  automatic  generation  and  updating  of  analytical  signal  versus  concentration  curves.  Usually  a 
dedicated  microcomputer  is  programmed  with  calibration  subroutines  that  allow  the  instrument 
to  be  calibrated  and  recalibrated  at  selected  intervals  by  signaling  the  sample  changer  to  deliver 
the  appropriate  standard  solutions  to  the  source.  Calibration  curves  are  automatically  fitted  to 
the  signals  produced  by  the  standard  solutions  using  linear  or  nonlinear  regression  algorithms. 
Popular  software  features  include  the  flagging  of  unusual  values  for  the  calibration  curve, 
parameters  based  on  previously  calculated  values,  and  the  flagging  of  samples  which  produce 
signals  outside  the  range  of  those  produced  by  the  standard  solutions. 

Some  of  the  above  features  are  available  on  the  FAS-2C,  Baird’s  current  commercial 
version  of  the  A/E  35U-3,  but  none  are  available  on  the  military  version.  In  the  latter 
configuration,  manual  adjustment  is  required  for  each  analytical  channel  during  calibration.  The 
calibration  procedure  can  take  hours  of  manual  effort  to  record  and  calculate  calibration  data, 
adjust  the  gain  for  each  channel,  make  any  needed  adjustments  for  burn  time,  and  adjust  the 
arc  /spark  generator  system.  These  steps  must  be  carried  out  in  the  proper  sequence  and,  if  an 
error  is  made  during  one  step  of  the  calibration,  the  entire  procedure  must  be  repeated  from  the 
beginning. 

Automated  data  entry  is  a  common  standard  feature  of  most  spectrometric  systems.  This  is 
another  software  function  in  which  the  operator  is  prompted  to  identify  each  sample  and  to 
select  the  elements  to  be  determined.  A  data  set  is  created  from  the  results  obtained  with  the 
sample  and  from  whatever  descriptors  were  entered  by  the  operator.  These  data  can  then  be 
displayed  immediately  through  a  printer  or  a  cathode  ray  tube  (CRT)  output  device  and/or  they 
can  be  compared  with  the  results  for  previous  samples  for  trend  analysis.  These  features  are 
available  as  options  for  the  FAS-2C.  The  standard  readout  system  requires  manual  interrogation 
and  recording  of  the  analytical  results,  as  with  the  A/E35U-3  unless  an  optional  printer  and 
driver  board  have  been  added  to  the  unit  or  unless  a  computer  is  integrated  into  the  system. 

Other  operator  conveniences,  such  as  a  level  of  internal  diagnosis  and  performance 
assessment,  are  included  in  the  software  which  supports  most  new  spectroscopic  systems.  Most 
optical  spectrometers  include  an  internal  optical  reference  to  check  on  optical  alignment. 

c.  Durability/Maintainability/Reliability/Simplicity  of  Design/Environmental  Restraints 

•JOAP  instruments  used  in  the  field  and  at  some  bases  will  be  subjected  to  occasional 
relocation.  Ruggedness  and  durability  factors  were  considered  in  this  evaluation.  The  modular 
approach  offered  by  some  potential  -JOAP  units  allows  for  easy  disassembly,  transport,  and 
maintenance  and  sets  the  stage  for  multiple  part  sourcing.  Most  of  these  spectrometers  consist  of 
the  following  modules: 

•  Sample  delivery 

•  Atomization/excitation  cell 

•  Spectrometer 

•  Signal  acquisition  and  data  reduction. 


I'he  sample  delivery  module  includes  an  automatic  sample  changer  and,  in  the  optimal 
configuration,  a  device  to  provide  for  any  needed  sample  pretreatment,  such  as  an  automatic 
dilutor.  The  atomization/excitation  cell  module  is  online  with  the  sample  delivery  module. 
Typically,  these  cells  rely  on  direct  or  aerosol  atomization  using  an  energy  source  to  atomize  and 
excite  the  analytes  to  a  suitable  state  for  quantification  by  emission  or  absorption  techniques. 

The  most  reliable  and  durable  spectrometers  are  those  with  the  fewest  moving  components 
and  with  the  most  rugged  mounts.  On  this  basis  optical  spectrometers  operating  in  the  rapid 
sequential  mode  are  less  desirable  than  those  providing  sequential  multielemental  analysis,  and 
those  that  achieve  wavelength  selection  by  precisely  moving  the  dispersing  element  are  the  least 
desirable  of  all.  Rugged  simultaneous  spectrometers  in  which  optical  adjustment  is  achieved 
automatically  by  slightly  moving  the  entrance  slit  or  exit  slit  array  are  available  from  several 
manufacturers.  Most  of  them  are  based  on  an  auto-focusing  grating  used  in  the  first  or  second 
order  of  diffraction  and  incorporated  in  a  Paschen-Runge  optical  mount.  One  of  them  uses  an 
immobilized  echelle  grating  and  quartz  prism  to  achieve  comparable  durability  but  with 
considerably  higher  resolution.  Both  designs  can  be  made  more  durable  by  incorporating  a  shock¬ 
absorbing  system  that  would  be  activated  at  times  when  the  instrument  was  to  be  moved. 

The  system  control  and  data  reduction  modules  offered  with  many  systems  consist  of 

internal  microprocessors  or  external  dedicated  computers.  The  dedicated  computer  is  the 
preferred  approach  since  it  is  likely  to  be  more  easily  upgraded  by  revised  software  or  hardware. 

Temperature  and  humidity  are  the  environmental  constraints  of  most  concern.  According 
to  the  JOAP  Laboratory  Manual,  “temperature  and  humidity  controls  should  be  exercised  in  any 
laboratory  to  75  ±  3°F  and  less  than  50%  relative  humidity”  (Reference  2).  However,  as  defined 
by  the  program  objective,  the  desired  operating  ranges  for  JOAP  instruments  are  0-to-90% 
relative  humidity  and  10  to  43°C  (50  to  110°F).  To  minimize  the  possible  affects  of  temperature 
and  relative  humidity  on  JOAP  instrumentation,  it  was  necessary  to  evaluate  each  of  the 
modules  separately.  Optical  and  data  modules  are  most  sensitive  to  temperature  and  humidity. 
Humidity  affects  the  optics  and  data  modules  by  providing  a  source  of  water  condensation. 

Moisture  directly  affects  the  performance  of  the  optics  and  electronics  and  promotes  the 

corrosion  of  optical  coatings  and  electronic  components.  Two  approaches  that  could  be  used  in 
any  potential  instrumentation  are:  (1)  sealing  the  optical  and  data  modules,  and  (2)  incorporat¬ 
ing  the  use  of  coatings  or  moisture-resistant  materials. 

Temperature  directly  affects  the  performance  of  the  optical  and  data  modules.  The  JOAP 
Laboratory  Manual  indicates  that  with  the  A/E35U-3  “frequent  restandardization  is  required 
where  significant  changes  of  1()"F  or  more  occur  or  when  rapid  changes  in  temperature  occur" 
(Reference  2).  In  the  optical  module,  thermal  expansion  or  contraction  in  or  around  the  grating 
slits  or  photomultipliers  can  alter  wavelength  alignment  and  so  diminish  analytical  performance. 
A  JOAP  spectrometer  should  incorporate  a  temperature  stabilization  system  including,  for 
example,  heating  elements  and  associated  thermostats.  Some  of  the  commercial  optical 
spectrometers  have  such  devices. 

I  he  data  module  is  also  sensitive  to  operating  temperature  since  the  resistance  of  some 
electronic  components  and  the  life  expectancy  of  others  are  a  function  of  temperature.  Electronic 
systems  generate  heat  during  use,  so  most  are  equipped  with  air  circulation  and  cooling  systems. 
I'he  rapacities  of  these  systems  may  need  to  be  expanded  to  accommodate  extended  operation  in 
the  upper  end  of  the  specified  temperature  range. 

I  be  reliability  of  an  instrument  should  be  a  function  of  the  simplicity  of  its  design.  The 
designs  of  the  candidate  instruments  vary  considerably.  Some,  such  as  energy-dispersive  x-ray 
spectrometers  and  graphite  furnace  atomic  emission  spectrometers  are  compact  and  include  few 
modules  and  few  moving  parts.  At  the  other  extreme  are  the  ICP/mass  spectrometers  which  are 
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nun’ll  larger  than  the  present  rot  rude  AR  spectrometer  and  which  incorporate  multistage  vacuum 
pumps  with  heavy  duty  use  cycles. 


Among  the  argon  plasma  sources,  the  DCFs  feature  the  simplest  power  supplies  and  power 
transfer  circuits.  RF  KTs  are  inherently  more  complex,  and  there  are  different  degrees  of 
complexity  among  ICPs  from  different  manufacturers.  Most  rely  on  an  impedance  matching 
network  to  control  the  power  of  the  plasma.  However,  at  least  two  manufacturers  build  directly- 
coupled.  tree-running  ICPs  in  which  oscillator  power  and,  because  of  the  direct  coupling,  the 
power  of  the  plasma  is  controlled  by  monitoring  oscillator  {date  current.  This  approach  allows  for 
simplified  and  more  compact  power  supplies  and  source  modules. 

d.  Hazardous  Gases/Consumables 

Each  method  was  evaluated  for  gas  consumption.  AE  spectrometers  which  use  a  plasma 
source  require  argon  gas  to  sustain  the  plasma  and,  in  the  ICP,  to  cool  the  walls  of  the  outer 
quartz  tube  of  the  torch.  The  3-electrode  DCP  consumes  about  8  liters  (1)  of  argon  per  minute; 
most  ICPs  need  about  15  to  20  1. 

Several  approaches  have  been  taken  to  reduce  the  high  rate  of  argon  consumption  in  ICPs. 
These  include  redesigning  the  torch  to  provide  more  efficient  cooling  and  use  of  alternate 
coolants.  Miniaturized  versions  of  the  plasma  torches  in  common  use  have  been  shown  to  operate 
at  reduced  RF  power  levels  and  much  lower  gas  flowrates  (References  58-60).  More  recently, 
Rezaaikyaan  et  al.  (Reference  61)  showed  that  the  entire  torch  did  not  need  to  be  miniaturized  to 
operate  more  efficiently,  only  several  key  dimensions  had  to  be  reduced:  (1)  the  annular  spacing 
between  the  middle  (tulip-shaped)  and  outer  tubes  (from  1.0  to  0.5  mm),  (2)  the  inner  diameter  of 
the  aerosol  injection  tube  (from  2.0  to  0.75  mm),  and  (3)  the  diameter  of  the  coolant  inlet  port 
I  1.0  to  1.0  mm).  The  result  was  a  torch  requiring  500  watts  (W)  of  RF  power  and  10  1  per  minute 
of  argon  for  ignition.  The  plasma  could  be  sustained  with  only  3-to-5  1  per  minute  of  argon  and 
100  to  200  W  of  power. 

Montaser  et  al.  (Reference  62)  evaluated  the  analytical  performance  of  this  low-flow  torch 
design  and  found  its  performance  to  be  comparable  to  conventional  ICP  torches.  It  was  observed, 
however,  that  the  precision  of  emission  intensity  measurements  was  somewhat  poorer,  with 
RSDs  typically  in  the  3'r  range.  Lower  electron  densities  were  observed  in  the  analytical  zone  of 
the  torch  indicating  that  this  plasma  would  be  more  susceptible  to  ionization-related  matrix 
effects. 

Other  approaches  to  reduce  argon  consumption  have  included  cooling  the  plasma  torch 
externally  with  water  or  compressed  air  (References  63-66).  Water-cooled  designs  may  still 
require  1  1  per  minute  of  coolant  argon  flow  and  1.5  k\V  of  RF  power  to  maximize  sensitivity. 
Much  ol  this  [tower  is  dissipated  through  the  outer  lube  to  keep  its  skin  temperature  at  373°K. 
I)e  Oalen  and  co-workers  used  compressed  air  at  62  1  per  minute  as  a  plasma  coolant  (References 
61-661.  1  his  allowed  the  skin  of  the  outer  quartz  tube  to  reach  approximately  1000’K.  Under 
these  conditions,  a  stable  plasma  was  formed  in  it  16-mm  inner  diameter  (ID)  tube  using  400  W 
ol  RF  [tower  and  1  I  per  minute  of  argon  flow.  The  emission  intensity  measurements  made  over  a 
3-hour  period  had  a  precision  of  1 .5 '7  RSD.  These  measurements  were  made  using  a  0.48-mm  ID 
injector  tip  and  a  carrier  argon  flow  of  only  120  milliliters  (ml)  [ter  minute.  To  analyze  organics, 
the  carrier  flow  was  reduced  to  75  ml  per  minute  and  the  [tower  was  adjusted  to  300  watts. 
Calibration  curves  were  linear  over  live  orders  t  f  magnitude.  Users  of  both  water  and  aircooled 
systems  have  observed  occasional  cracking  of  the  outer  tube  at  shutdown,  apparently  as  a  result 
of  rapid  cooling  of  torch  components. 

Other  types  of  instrumentation  have  unique  requirements  for  consumables.  Some  solid- 
state  detectors  used  in  x-rav  spectroscopy  require  liquid  nitrogen.  Small  amounts  of  oxygen  are 
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added  to  the  sample  carrier  argon  in  the  low  power  ICP  used  in  atomic  solvent  vapor.  Several 
techniques  require  small  amounts  (1  1  per  minute  or  less)  or  inert  gas:  graphite  furnace  AA  and 
AK  and  the  graphite  filament  plasma.  The  rotrode  arc  requires  no  inert  gas. 

Organic  solvents  may  he  needed  to  dilute  oil  samples  thereby  reducing  their  viscosity  or  to 
clean  the  sample  boats  used  with  the  rotrode.  For  most  techniques  requiring  sample  dilution, 
kerosene,  xylene,  or  toluene  may  be  used.  These  solvents  or  Freon  may  be  used  to  clean 
aluminum  sample  boats.  The  -JOAP  Technical  Support  Center  has  recommended  the  use  of 
disposable  sample  boats  to  eliminate  this  cleaning  requirement. 

Many  high-temperature  sources,  including  graphite  furnaces  and  argon  plasmas,  require 
external  cooling.  Where  water  supplies  are  limited,  this  can  often  be  accomplished  most 
economically  by  recirculating  liquid  coolant  through  an  air  heat  exchanger. 

e.  Safety 

Each  spectrometric  technique  was  evaluated  on  its  basis  of  the  safety  features  commonly 
incorporated  into  commercially  available  instruments.  For  atomic  spectroscopy  systems  these 
features  included  interlocks  to  shut  off  power  to  high-temperature  sources  in  the  event  of  over 
heating  or  loss  of  coolant  flow.  Protection  from  the  intense  UV  radiation  and  electrical  fields  of 
the  argon  plasmas  and  arc/spark  sources  included  interlocks  on  access  panels  and  welder's  glass 
in  the  viewing  ports.  Only  one  of  the  candidate  techniques,  flame  AA,  used  explosive  gas 
mixtures. 

f.  Matrix  Effects 

Four  types  of  matrix-related  interferences  were  considered:  spectral,  chemical,  viscosity- 
related.  and  particle-size  dependent.  Freedom  from  spectral  interferences  was  evaluated  using 
the  performance  of  the  A/E35U-3  system  as  a  reference  point.  The  optical  system  of  the 
A/E3f>l'-3  uses  the  optical  layout  found  in  most  polychromators  for  emission  spectroscopy.  The 
resolving  power  of  these  instruments  is  closely  matched  with  reciprocal  linear  dispersion  values 
of  about  0.r>  nni/mm  in  the  first  order  for  almost  all  of  them.  Exceptions  to  this  rule  are  the 
eehelle  grating  instruments  built  by  Spectrametrics  and  Leeman  Labs.  The  resolving  power  of 
these  instruments  is  approximately  a  factor  of  5  to  10  greater  in  the  200  to  400  nm  wavelength 
region. 

The  severity  of  spectral  interferences  is  also  a  function  of  the  complexity  of  the  background 
emission  spectrum  of  the  excitation  source.  Because  of  the  inert  argon  atmosphere  and  the 
relatively  long  residence  times  of  sample  aerosols  and  vapors  in  the  central  channel  of  an  ICP. 
there  is  little  molecular  band  emission  and  the  background  spectrum  of  this  source  is  simpler 
than  that  produced  by  atmospheric  arcs  and  sparks  and  by  the  DCP.  The  spectrum  of  the 
excitation  zone  of  the  DCP  contains  more  molecular  band  emission  than  does  that  of  the  ICP 
because  of  air  entrainment  and  because  of  incomplete  atomization  of  molecular  fragments.  When 
organic  samples  are  introduced  to  the  DCP,  intense  band  emission  is  observed  due  to  the 
presence  o|  C  ,  CN,  and  NO  species  (Reference  7). 

Line  source  AA  spectrophotometry  is  less  susceptible  to  spectral  interferences  than  any  of 
the  AE  techniques  because  of  the  narrow  widths  of  the  emission  lines  produced  bv  hollow 
cathode  lamps  and  electrodeless  discharge  lamps,  the  two  most  popular  sources  of  radiation  in 
AA  instruments.  Continuum  source  AA  requires  a  high  resolution  spectrometer  to  avoid  spectral 
interferences.  For  this  reason  the  S1MAAC  system  designed  at  the  University  of  Maryland 
includes  an  eehelle  grating  polychromator. 


Freedom  from  chemical  interference  was  evaluated  by  comparison  with  flame  atomic 
absorption  spectrophotometry.  Among  the  high-temperature  sources  used  in  atomic  spectrosco¬ 
py,  the  argon  ICP  enjoys  the  greatest  freedom  from  chemical  interferences.  Several  factors 
contribute  to  this  performance:  (1)  sample  aerosol  and  vapor  passes  through  the  plasma  and  not 
around  it  as  with  the  DCP  of  the  3-electrode  jet,  (2)  the  temperature  of  the  central  channel  of  the 
ICP  is  6000K  or  about  twice  as  hot  as  the  hottest  combustion  flame,  (3)  the  residence  time  of 
analytic  species  is  longer  than  in  the  DCP  or  in  dc  arcs  so  the  atomization  process  is  more 
complete,  and  (4)  the  atmosphere  in  the  induction  and  observation  zones  of  the  argon  ICP  is 
chemically  inert  so  there  is  much  less  chance  of  recombination  reactions  such  as  oxide  formation 
which  could  affect  atomic  emission  intensities. 

The  maximum  temperatures  of  the  graphite  furnaces  used  in  AA  and  AE  techniques  inert 
are  in  the  3000  to  3300°K  range  which  brackets  the  temperature  of  a  nitrous  oxide/acetylene 
flame.  Consequently,  electrothermal  AA  and  AE  techniques  suffer  from  some  of  the  chemical 
interferences  encountered  in  flames.  Chemical  interferences  which  are  unique  to  graphite 
furnace  techniques  include  carbide  formation,  variable  rates  of  atomization  due  to  the  presence 
of  inorganic  sample  residues,  and  recombination  reactions  in  the  furnace.  Carbide  formation  has 
been  greatly  reduced  with  the  use  of  impervious,  chemicallv-inert  coatings  of  the  graphite  heating 
element.  The  other  two  effects  have  been  reduced  with  the  development  of  the  L’vov  platform 
and  modified  heating  element  geometries  which  promote  more  uniform  and  rapid  atomization  of 
sample  residue  into  an  atmosphere  at  a  higher  temperature  than  the  element  itself  (Reference 
38). 

Changes  in  analytical  sensitivity  caused  by  variable  sample  viscosity  have  been  well 
documented  for  the  rotrode  source  as  discussed  in  Section  III.3.a.  One  solution  to  this  problem  is 
to  dilute  oil  samples  with  a  less  viscous  solvent.  This  approach  is  used  in  those  atomic 
spectroscopy  techniques  incorporating  a  pneumatic  nebulizer  in  the  sample  introduction  system. 
Sample  delivery  in  direct  methods  of  analysis  usually  consists  of  injection  with  a  micropipet. 
Expulsion  of  viscous  samples  from  the  pipet  tip  by  air  displacement  may  not  be  quantitative.  One 
solution  to  this  problem  is  to  use  a  positive  displacement  pipet  in  which  a  solid,  usually  Teflon, 
plunger  draws  up  and  expels  the  sample. 

A  detailed  discussion  of  the  particle  size  dependencies  of  the  candidate  techniques  is 
contained  in  Section  III. 3. a.  which  addresses  different  modes  of  sample  introduction.  The  results 
of  technique  comparisons  made  hy  analyzing  used  oil  samples  indicate  that  particle-size- 
independent  analyses  can  only  be  achieved  by  those  methods  which  incorporate  direct  sample 
injection,  such  as  graphite  furnace  AA.  When  samples  are  diluted  and  then  sprayed  into  a  high- 
temperature  atomization/excitation  cell,  as  in  plasma  emission  and  flame  AA,  analytical  results 
for  particulate  wear  metals  do  not  appear  to  be  “quantitative"  (Reference  5).  The  results 
obtained  with  two  other  techniques  incorporating  direct  sample  introduction,  the  graphite 
filament  plasma  and  the  ashing  rotrode,  are  presented  in  the  section  on  Verification  and  Testing. 

g.  Electronics 

The  electronics  of  commercial  configurations  of  the  candidate  instrumental  techniques 
were  evaluated  in  terms  of  the  degree  to  which  their  design  and  components  represent  the  state 
of  the  art.  Many  of  the  commercial  instruments  feature  computer  control  of  most  operating 
functions  and  so  most  techniques  were  rated  equally.  The  rotrode  AE  and  the  DCP  were  rated 
lower  than  the  rest.  The  model  rotrode  system  was  the  FAS-2C  which,  although  it  features  major 
circuitry  design  changes  from  its  1969-vintage  predecessor,  still  incorporates  many  of  the  same 
approaches  to  signal  acquisition  and  date  reduction.  Features  which  are  standard  on  most 
spectrometers,  such  as  an  automatic  printer  providing  a  hardcopy  of  the  analytical  results,  are 
options  on  the  FAS-2C.  Others  such  as  menu-driven  software  to  guide  the  operator  are  not 
available  at  all. 


1'he  l)CP  was  not  rated  highly  lor  some  of  the  same  reasons  as  the  FAS-2C.  Functionally 
the  commercial  multichannel  IX'P  system,  the  Spectraspan  \',  is  the  same  as  its  predecessor 
introduced  in  the  early  1970s.  More  options,  such  as  dynamic  background  correction,  are  now 
available,  but  the  standard  leatures  and  operations,  including  calibration  and  wavelength 
alignment,  are  unchanged. 

h.  Data  Station 

All  the  candidate  techniques  are  available  commercially  with  micro-  or  mini-computer- 
based  work  stations.  In  many  systems  these  computers  are  an  integral  part  of  spectrometer 
design  and  function.  For  some  others,  including  the  FAS-2C  and  the  Spectraspan  V,  the  work 
station  is  an  optional  component.  Almost  all  feature  expandable  memory,  data  storage, 
communication  ports.  CRT  with  graphics,  graphics  printer,  diagnostic  software,  and  trend 
analysis  capabilities. 

i.  Ranking  of  Potential  JOAP  Techniques  by  Design  Evaluation  Criteria 

Based  upon  the  initial  program  guidelines  and  discussions  with  .JOAP  personnel,  the 
contract  monitors,  and  technical  experts,  the  following  design  rating  criteria  were  used: 

Minimum  Design  Requirements 

•  The  instrumentation  must  operate  within  following  power 
parameters:  110/220  volts  alternating  current  (vac)  and 
50/60  hertz  (Hz),  and  stable  under  power  source  fluctuations 
of  ±20%  for  110  vac  and  ±10%  for  220  vac. 

•  The  instrumentation  must  operate  within  a  laboratory 
environment  as  defined  in  the  JOAP  Laboratory  Manual  (75 
±:CF  and  less  than  50%  relative  humidity). 

•  Instrumentation  restandardization  is  required  no  more 
frequently  than  once  per  8-hour  shift. 

•  The  instrumentation  must  be  capable  of  using  .JOAP 
Conostan  Standards  for  calibration. 

Desired  Design  Criteria 

Credits  were  awarded  as  follows  to  achieve  desirable  design  criteria: 

1.  Sample  introduction  systems 

•  Ten  credits  were  awarded  for  nondilution  of  samples  and 
standards  prior  to  analysis. 

•  Ten  credits  were  awarded  for  the  elimination  of  graphite 
elect  rode  requirement . 

•  Ten  credits  were  awarded  for  an  automatic  sample  agitation 
mechanism  in  system. 

•  Ten  credits  were  awarded  for  the  ability  to  atomize  and 
excite  particles  in  the  zone  of  analysis. 
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•  Ten  credits  were  awarded  for  an  automatic  sample  dilution 
system. 

•  Five  credits  were  awarded  for  the  capability  to  analyze 
particles  to  5  microns  in  size. 

2.  Simplistic  Operation/Calibration 

•  Ten  credits  were  awarded  for  an  automated  sample  intro¬ 
duction  systems. 

•  Ten  credits  were  awarded  for  an  automated  optical  align¬ 
ment  and  electronics  systems. 

•  Ten  credits  were  awarded  for  an  automated  analysis  routine 
which  prompts  the  operator  for  necessary  sample  and 
standard  data,  either  through  a  CRT  display  or  printout. 

•  Ten  credits  were  awarded  for  an  automated  calibration 
routine  which  prompts  the  operator  through  any  required 
calibration  routine. 

•  Ten  credits  were  awarded  for  an  automated  sample  “flag¬ 
ging”  routine  which  alerts  an  operator  if  the  JOAP  results 
indicate  abnormal  wear  since  data  on  JOAP  analysis  is 
accumulated  on  every  engine. 

•  Ten  credits  were  awarded  for  an  automated  internal  diag¬ 
nostic  system  which  notifies  the  operator  if  any  components 
are  not  operating  properly. 

•').  Durability/Reliability/Maintainability 

•  One  credit  was  awarded  for  a  reduction  of  10%  in  total 
instrumentation  volume  as  compared  to  the  present  rotrode 
system. 

•  One  credit  was  awarded  for  a  reduction  of  10%  in  total 
instrumentation  weight  as  compared  to  the  present  rotrode 
system. 

•  Ten  credits  were  awarded  to  candidate  instrumentation  that 
were  specifically  ruggedized  for  military  applications. 

•  Ten  credits  were  awarded  for  modular  construction  for  easy 
assembly/disassembly  of  critical  components,  both  for  ease 
of  transport  and  maintenance. 

4.  Environmental  Constraints 

•  Ten  credits  will  he  awarded  for  each  25%  increase  in  relative 
humidity  with  the  0-to-50%  relative  humidity  as  a  baseline. 
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•  Ten  credits  will  he  it  warded  lor  each  10"F  increase  in 
operat  mu  temperature  range  starting  with  a  baseline  of  70  to 
80  F  up  to  do  to  III)  F. 

Hazardous  (lases/Consumables 

•  Fi\e  credits  were  awarded  for  analysis  without  replacement 
of  electrodes  or  furnace  tubes  on  a  routine  basis. 

•  Twenty  credits  were  awarded  to  operate  the  instrumentation 
without  any  consumable  gas. 

•  Ten  credits  were  awarded  to  operate  the  instrumentation 
without  solvents  (for  dilution). 

•  Ten  credits  were  awarded  to  operate  the  instrumentation 
without  graphite  electrodes. 

•  Ten  credits  were  awarded  for  operation  without  cooling 
water. 


Safety 


•  Ten  credits  were  awarded  for  the  incorporation  of  safety 
interlocks  to  control  the  How  of  comhustible  gas,  the  ignition 
of  a  plasma  source  in  a  nonshielded  mode,  and  other  critical 
parameters  directly  or  indirectly  affecting  the  health  of  the 
operator. 

•  Ten  credits  were  awarded  for  the  ability  not  to  use 

hazardous  gases. 

•  Ten  credits  were  awarded  for  not  using  or  requiring  dilution 
of  samples  with  organic  solvents. 

Matrix  Effects 

•  Ten  credits  were  awarded  for  dramatic  improvement  of 
freedom  from  spectral  interferences  as  compared  to  the 
present  A/E35U-8  system. 

•  Ten  credits  were  awarded  for  dramatic  improvement  of 
freedom  front  chemical  interferences  as  compared  to  the 
present  -JOAI*  AA  technique. 

•  Ten  credits  were  awarded  for  the  ability  to  compensate  for, 
in  ;tn  analytically  reproducible  manner,  differences  in  sam¬ 
ple  viscosities. 

•  Ten  credits  will  be  awarded  to  any  instrumentation  that 
shows  a  dramatic  improvement  over  the  A/E.'lol ’-.'1  system 
in  particle-size  independency  of  analysis. 
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8.  Simplicity  of  Instrumentation  Design 

The  consensus  of  the  participants  in  the  Analysis  of  Findings  conference 
awarded  ()-to-2()  credits  for  simplicity  of  instrumentation  design.  This  was 
an  objective  comparative  rating  based  upon  experience  with  analytical 
instrumentation  and  included  the  following  factors:  durability,  reliability, 
maintainability,  environment,  and  weight. 

9.  State-of-the-Art  Technology 

•  Ten  credits  were  awarded  for  solid-state  electronics  in  the 
form  of  printed  circuit  boards  and  integrated  circuit/chip 
technology. 

•  Ten  credits  were  awarded  for  modular  arrangement  of 
electronic  components  for  ease  of  maintenance  and  repair. 

10.  Data  Station 

•  Ten  credits  will  be  awarded  for  the  capacity  for  expandable 
memory. 

•  Ten  credits  will  be  awarded  for  automatic  data  storage  for 
subsequent  reformat. 

•  Ten  credits  will  be  awarded  for  the  provision  for  additional 
communication  ports. 

•  Ten  credits  will  be  awarded  for  a  printer  with  graphics 
capability. 

•  Ten  credits  will  be  awarded  for  a  large  CRT  with  graphics 
capability. 

•  Ten  credits  will  be  awarded  for  software  for  system  diagnos¬ 
tics. 

•  Ten  credits  will  be  awarded  for  software  for  instrumentation 
drift  compensation. 

•  Ten  credits  will  be  awarded  for  JOAP  interface  capacity. 

•  Ten  credits  will  be  awarded  for  providing  data  consistent 
with  the  present  JOAP  data. 

The  results  of  the  design  evaluation  are  illustrated  by  data  presented  in  the  Analysis  of 
Findings  results. 

4.  ANALYSIS  OF  FINDINGS 

a.  Types  of  JOAP  Instrumentation 

Instrumentation  that  could  achieve  minimum  performance  and  design  requirements  were 
considered  to  be  candidate  JOAP  instrumentation.  These  include  AE,  AA,  and  other  types  of 
inst  rumentation. 


(1)  AE  Instrumentation 


AK  instrumentation  includes: 

•  ICP  with  sample  dilution  and  aerosoi  nebulization.  Tins  type  of  system  was 
evaluated  with  auto  dilution  and  auto  sampling  accessories 

•  ltd’  with  graphite  furnace  and  auto-sampling  accessory 

•  IH'l’  with  auto  sampling,  auto-dilution,  and  aerosol  nebulization 

•  (Iraphite  filament  OOP  with  auto-sampling 

•  A  new  and  improved  rot  rode  system  with  a  computer  option 

•  tiraphite  furnace  AK  with  auto-sampling  capabilities. 

(2)  AA  Instrumentation 

•  SIMAAC  with  graphite  turnace  and  auto-sampling. 

(3)  All  Other  Instrumentation 

Other  IOAP  instrumentation  includes: 

•  K'l’  AF  with  autoddufion.  auto-sampling,  and  aerosol  nebulization 

■  K'l’  mass  spectrometer  with  auto-sampling,  auto-dilution,  and  aerosol 
nehulizat  ion. 

Figures  through  !>  tire  plots  of  the  ratings  for  each  technique  for  their  performance  and 
do.ign  intend  evaluation.  Weighting  values  have  also  been  introduced.  These  values  were 
determined  hv  discussions  between  the  contract  monitor  and  program  manager  to  reflect  the 
relative  importance  ot  the  various  design  and  performance  requirements  for  an  optimum  JOAP 
instrument.  The  values  which  are  multiplied  against  the  total  ratings  for  each  factor,  are  shown 
in  I'alile  J  A  simplistic  generic  evaluation  of  all  methods  can  be  found  in  Appendix  A. 


TABLE  T 


WKIOHTINO  VA1TKS  FOR  .JOAP  INSTRUMENTATION 


/  <].  ft/r 

■Ml  pi*rf*»rm;in( faitor^ 

I  Jiiralulit  v.  rehalnhiv.  mamtauiahiiii  \ . 
‘■nvironmrntal.  and  simplu  iiv 
ot  design 

Simplistic  operation 
I)afa  station  rapabiiitv 
All  (»thf*r  fif  iors 


Wrifihtini:  Valm 
W 

9 


H 


The  total  rating  for  each  technique  is  presented  in  Figure  10.  As  defined  by  the  Analysis  of 
Findings,  the  ICP-AE  technique  was  the  optimum  dOAP  approach. 

b.  Cost  Analysis 

Based  upon  the  input  of  JOAP  personnel,  a  cost  analysis  was  performed  using  the  following 
assumptions: 

1.  The  present  JOAP  instrumentation  must  be  replaced  either  with  an 
updated  version  of  the  A/E35U-3  or  the  optimum  ICP  system. 

2.  The  unit  price  for  each  proposed  instrument  must  reflect  a  19-element  unit 
including  all  available  automation  accessories. 

3.  Other  assumptions  include: 

•  A  life  cycle  span  of  12  years 

•  A  one-shift  operation 

•  An  average  work  load  of  300  samples  a  day.  250  days  per 
year 

•  An  initial  purchase  of  200  units 

•  A  potential  trade-in  allowance  toward  a  modernized  version 
of  the  A/E35U-3 

•  No  incorporation  of  volume  discounts 

•  A  $11,400  per  year  average  manpower  cost  t based  upon  El- 
E4  basic  pay  and  allowances) 

•  The  same  maintenance  and  training  costs 

•  10f7  of  initial  total  unit  purchase  cost  for  spare  parts 

•  Identical  JOAP  manual  revision  costs. 

The  following  costs  were  identified  in  this  study: 

1.  Cost  per  sample  based  upon  use  of  consumables 

•  $0.38  per  sample  using  the  rut  rode 

•  $0.10  per  sample  using  the  ICP  with  argon  tanks  (this  can  be 
reduced  to  $0.05  cents  per  sample  if  a  liquid  argon  tank  is 
used). 

2.  Unit  cost 

•  $109,657  -  $19,500  (trade-in  of  A/E35U-3)  =  $90,157  fora 
19-element  advanced  type  of  A/E35U-3  with  a  computer 
system.  This  does  not  include  a  vacuum  system  required  for 
sulfur  analysis. 
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The  following  are  quoted  prices  tor  a  19-element  simulta¬ 
neous  ICP  with  auto-dilution  and  auto-sampling.  This  does 
not  include  a  vacuum  system  required  for  sulfur  analysis: 


$  Hd.OOo  Manufacturer  A 
$  88,160  Manufacturer  B 
$  70,710  Manufacturer  0 
S  96,620.00  Manufacturer  D 

$156,750.00  Manufacturer  E  —  This  price  does  include  a 

vacuum  system.  (For  other 
instruments,  the  upgrade  to 
vacuum  is  anywhere  from 
$3,600  to  $10,000  in  addition 
to  the  price  quoted.) 

$  55,000.00  Manufacturer  F  —  18  elements  with  no  sulfur 

channel  and  no  vacuum  sys¬ 
tem. 

The  typical  multiple  unit  purchase  discount  ranges  are  stated  in  Table  3. 


TABLE  3. 


MULTIPLE  UNIT  PURCHASE  DISCOUNTS 


of  l  'nits 
1  to  24 
sd  to  ;t<* 
2">  m  ta 

100  to  201) 


Discount  Range 

<1.0  to  8.0 
10.0  to  20.0 
8.0  to  12.0 
10.0  to  20.0 


I  he  typical  delivery  for  all  defined  quantities  of  systems  ranges  from  30  days  to  6  months 
alter  receipt  of  order.  Typically,  transportation,  installation,  and  training  costs  are  included  with 
the  instrument.  System  warranties  range  from  3  months  to  1  year  alter  installation  or  delivery. 

c.  Manpower  Determination 

As  defined  in  the  -JOAP  Laboratory  Manual,  the  number  of  full-time  personnel  required  for 
sped rometric  analysis  may  be  computed  with  the  following  formula  (assuming  an  A/E  35U-3 
sped  rometer): 

,,  w 

P  -  10(H)  with  automatic  recording’ 

I*  -=  with  manual  recording 
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I’  Number  <>l  lull-time  personnel  required 

\V  =  Estimated  work  load  in  samples  per  month. 

Using  this  formula,  and  with  the  assumption  that  300  samples  a  day,  20  days  each  month 
are  run,  VV  =  6000  samples  a  month.  This  means  six  full-time  personnel  with  automatic  reading 
and  seven  full-time  personnel  with  manual  data  entry  would  be  required.  In  addition,  where 
separate  keypunching  is  required  for  data  reduction,  the  manual  calls  out  one  additional  person 
per  6000  samples  per  month,  giving  a  total  of  seven  or  eight  persons,  respectively. 

Based  upon  input  from  various  JOAP  personnel,  the  incorporation  of  the  new  advanced 
A/E35U-3  with  computer  option  could  reduce  the  number  of  personnel  required  for  the  assumed 
sample  load  to  three  or  four  people.  According  to  the  data,  as  well  as  literature  from 
manufacturers  of  analytical  instrumentation,  this  sample  load  can  be  readily  achieved  by  one 
operator  on  an  ICP-AE  system.  At  a  technical  presentation  by  a  manufacturer  of  ICP 
instrumentation,  at  the  JOAP  International  Symposium,  held  on  the  17th  and  18th  of  May  1983, 
an  effective  labor  of  1.5  hours  was  defined  based  upon  250  samples  per  day  using  an  ICP/AIDS 
system,  with  a  required  operator  skill  level  equivalent  to  that  required  for  the  A/E35U-3. 

d.  Cost  Benefit  Analysis 

Using  all  of  the  data  and  assumptions  defined  previously  in  the  Cost  Analysis  discussion, 
the  projections  of  life  cycle  cost  differences  between  the  upgraded  rotrode  A/E35U-3  and  the 
ICP-AE  systems  are  as  follows: 

Initial  l 'nit  Ihmhase  Costs 

•  The  total  cost  for  200  units  of  the  upgraded  rotrode  A/E 
351  -3  system  is  $18,440,900. 

•  Using  the  average  price  of  an  ICP-AE  system,  200  units  at 
$91,708  each  cost  a  total  of  $18,341,600. 

Initial  spam  parts  inventor y  cost 

•  10‘r  level  of  initial  unit  purchase  total  cost  for  an  upgraded 
rotrode  is  $1,844,090. 

•  10f7  level  of  initial  unit  purchase  total  cost  for  ICP  AE  is 
$1,834,150. 

Manpower  costs  over  life  cycle  of  the  instrument 

•  With  sample  load  of  6000  per  month,  the  upgraded  ret  rode  A/E35U-3  system 
requires  three  people  assuming  that  the  FASCOMP  feature  will  cut 
manpower  requirements  by  more  than  50*7  over  the  present  A/E35U-3 
system.  Automatic  recording  should  do  away  with  key  punching  require¬ 
ments  for  data  entry.  The  manpower  costs  are  determined  by  the  following 
formula:  p  '  c  *  s  •  1  =  t,  where  p  =  number  of  people  per  system,  c  =  cost 
per  person  per  year,  s  =  number  of  systems,  1  =  the  life  expectancy  of  the 
system,  and  t  =  total  manpower  cost  over  life  cycle.  For  this  instrument,  t  =  3 
'  $11,400  x  200  x  12  =  $82,080,000. 


•  With  a  sample  load  of  6000  a  month,  an  Id’  AK  requires 
one  person.  For  this  instrument,  t  1  ■  $11,400  >  200  x 
12  =  $27,200,000. 

•  With  a  sample  load  of  6000  a  month,  using  the  JOAP 
guidelines,  the  manpower  cost  tor  running  the  A/E351J-3 
should  he  7.5  v  $11,400  x  179  •  12  (assuming  half  the 
systems  have  automatic  recording)  =  $189,054,000. 

Cost  per  sample  for  consumables 

•  For  the  updated  rotrode  system,  given  200  samples  per  day, 

250  operational  days  per  year  and  a  cost  per  sample  of  $0.38 
for  12  sears  for  200  units,  the  cost  is  $68,400,000.  This  cost 
should  he  identical  to  retaining  the  A/E35U-3  for  the  next 
12  years. 

•  For  the  JCP-AE  given  300  samples  per  day.  250  operational 
days  per  year  and  a  cost  per  sample  of  $0.10  lor  12  years  for 
200  units,  the  cost  is  $18,000,000.  An  additional  $9,000,000 
could  he  saved  through  the  use  of  liquid  nitrogen  in  bulk 
tanks. 

Total  of  life  cycle  costs 

•  For  the  updated  rotrode.  the  cost  is  $170,760,000. 

•  For  the  ICP,  the  cost  is  $  65.535.650. 

•  For  retaining  the  A/E351' -2.  the  cost  is  $252,050,000. 

The  level  of  funding  lor  maintenance,  training  and  other  cost  factors  not  scrutinized 
intensively  in  this  report,  should  he  about  the  same  as  currently  experienced,  based  upon  the 
input  from  JOAP  managers.  An  exception  would  he  the  A/E  351-2,  which,  due  to  its  age  and  the 
lack  of  spare  parts,  will  he  subjected  to  ever-rising  maintenance  costs. 

Figure  11  shows  a  visual  comparison  lor  the  life-cycle  costs  of  the  various  options  as 
presented. 

5  VERIFICATION  TESTING 
a.  Candidate  Instrumentation  Evaluated 

Section  1.  Analysis  of  Findings,  identified  plasma  emission  spectroscopy  as  the  technique 
best  suited  to  JOAP  <as  shown  in  Table  4.1.  The  excitation  source  best  meeting  most  of  the 
performance  criteria  including  precision,  sensitivity,  freedom  from  chemical  interferences, 
linearity  of  response,  stability,  and  rapid  analysis  time  was  induct ively -coupled  plasma  atomic 
emission  (ICP-AE).  This  evaluation  assumed  the  plasma  would  he  coupled  to  a  multichannel 
emission  spectrometer  and  would  have  a  conventional  sample  introduction  system.  Such 
instruments  are  available  from  at  least  seven  American  manufacturers:  Allied  Analytical 
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Systems.  ARL,  Baird  Corporation,  Beckman,  Labtest,  Leeman  Labs  and 
from  several  foreign  instrument  builders. 
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WORKSHEET  OF  DESIGN  AND  PERFORMANCE  CRITERIA 


Potential  JOAP  Instrumental  Techniques 


Criteria 

ICP 

DCP 

CFAE 

RDE 

CFICP 

GFP 

SIMAAC 

AF 

ICPMS 

Performance 

1.  All  elements 

41 

39 

27 

39 

41 

39 

39 

15 

41 

2.  Analysis  time 

20 

20 

10 

10 

10 

10 

10 

20 

20 

3.  Precision 

15 

15 

10 

5 

10 

5 

5 

15 

15 

1  Accuracy 

4 

4 

2 

0 

2 

2 

2 

2 

4 

5.  Dynamic  Range 

38 

34 

12 

34 

38 

34 

36 

4 

38 

Subtotals 

118 

112 

61 

88 

101 

90 

97 

58 

118 

Design 

Sample  Introduction 

1.  Non  dilution 

0 

0 

10 

10 

10 

10 

10 

0 

0 

2.  No  Klectrodes  replacement  per  sample 

10 

10 

10 

0 

10 

10 

10 

10 

10 

:t.  Sample  agitation 

10 

10 

0 

0 

0 

0 

0 

10 

10 

4.  Particulate  Capability 

0 

5 

10 

5 

10 

10 

10 

0 

0 

5.  Auto-Dilution 

10 

10 

10 

0 

10 

10 

10 

10 

10 

Subtotals 

30 

35 

40 

15 

40 

40 

40 

30 

30 

Simple  Operation 


1.  Auto  dilution 

10 

10 

10 

0 

10 

10 

10 

10 

10 

2.  Auto-alignment 

10 

0 

0 

0 

10 

10 

10 

0 

10 

3.  Auto-analysis 

10 

10 

10 

10 

10 

10 

10 

10 

10 

4  Auto-calibration 

10 

10 

10 

10 

10 

10 

10 

10 

10 

5.  Flagging  of  unusual  data 

10 

10 

10 

10 

10 

10 

10 

10 

10 

6  Internal  Diagnostics 

10 

0 

0 

0 

10 

10 

0 

0 

10 

Subtotals 

60 

40 

40 

30 

60 

60 

50 

40 

60 

l)ur<ibilit\ 1  Reliability  /  Maintainability 

I  Modular  Construction 

10 

10 

10 

0 

10 

10 

10 

10 

10 

2  Reduced  Size 

2 

3 

3 

0 

2 

3 

3 

3 

0 

3.  Reduced  Weight 

6 

7 

7 

0 

5 

7 

7 

1 

0 

4.  Ruggedness 

10 

0 

10 

10 

10 

10 

0 

10 

0 

5.  Knvironmental  Constraints 

50 

50 

50 

50 

50 

50 

50 

50 

0 

6  Simplicity  of  Design 

12 

15 

20 

13 

b 

13 

18 

10 

0 

Subtotals 

90 

85 

100 

73 

83 

83 

88 

90 

10 

Hazardous  ( lascs/('onsumables/Safety 


!.  N o  (ias  Consumption  0 

2.  Nn  Solvents  () 

I.  No  ('ooling  Water  0 

4.  No  Craphi  tic  Consumables  5 

5.  No  Hot  rode  Klectrodes  10 

<).  Safety  Interlocks  10 

7  No  Hazardous  Oases  10 

Subtotals 


0 

0 

20 

0 

0 

0 

0 

0 

0 

10 

10 

10 

10 

10 

0 

0 

0 

0 

0 

0 

0 

0 

0 

0 

0 

0 

0 

0 

0 

0 

5 

5 

10 

10 

0 

10 

10 

10 

10 

10 

10 

10 

10 

10 

10 

10 

10 

10 

10_ 

_  10 

10 _ 

_ 10 

_ 10 

10 

0 

10 

30 

40 

50 

40 

0 

40 

25 

35 

:i6 
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WORKSHEET  OF  DES1UN  AND  PERFORMANCE  CRITERIA  (Continued) 

I'ni-'ntHil  -JnM>  instrumental  Techniques 


Criteria 

ICE 

ucr 

CEAE 

Hl>E 

( TICE 

CEE 

SIM  A  AC 

AE 

ICPMS 

Matrix  Effect s  Electronics 

1.  Spectral 

10 

to 

10 

0 

HI 

HI 

Hi 

10 

10 

_  Chemical 

10 

in 

n 

I" 

10 

10 

0 

10 

HI 

4  Viscosity 

10 

in 

n 

0 

in 

0 

0 

10 

10 

1  Particle  Size 

0 

n 

in 

0 

in 

HI 

10 

0 

0 

5  State  ot  the  art  electronics 

to 

0 

10 

*  1 

in 

HI 

10 

10 

10 

ti.  Modular  electronics 

10 

10 

10 

10 

10 

10 

10 

10 

10 

Subtotals 

50 

10 

•10 

20 

oo 

50 

40 

50 

50 

l>(itn  Station  ('(inabilities 

1  Kxpandable  Memory 

to 

10 

10 

10 

m 

10 

10 

10 

10 

2.  Data  Storage 

10 

10 

10 

10 

10 

10 

10 

10 

10 

:t.  Communication  Ports 

to 

10 

10 

HI 

10 

10 

10 

10 

10 

1.  CRT  w  graphics 

10 

10 

10 

10 

HI 

10 

10 

10 

10 

5  (iraphics  printer 

10 

10 

10 

10 

10 

10 

10 

10 

10 

ti  Diagnostics  Software 

1(1 

0 

10 

0 

10 

HI 

0 

0 

10 

7  Drill  Calibration 

10 

10 

1(1 

HI 

10 

10 

10 

0 

10 

s  JOAP  Interface 

10 

HI 

10 

HI 

10 

HI 

10 

10 

10 

!».  Trend  Analysis 

10 

10 

10 

HI 

10 

10 

10 

10 

10 

Subtotals 

90 

KO 

90 

80 

90 

90 

HO 

70 

90 

Weifjhtmu  i  fan  t<>r i 


Perlormance  i|ni 

1  I  Hi  1 

1 120 

010 

KKO 

1010 

‘ton 

970 

5  HO 

11  HO 

l  >ur  Maintain  Reliability  (ill 

S 1 0 

7  b. 5 

<»no 

f>57 

747 

747 

792 

H 10 

90 

Simple  Operation  lH» 

•|H0 

330 

5jn 

210 

1H() 

480 

400 

320 

480 

Data  Station  Capabilities  ( 7 1 

630 

5bo 

frJ5U 

5h<> 

030 

030 

500 

490 

630 

1  otal  ot  all  Other  Criteria  (5) 

575 

525 

000 

475 

700 

050 

600 

525 

575 

Ci rand  Total 

3075 

3290 

3000 

2H12 

3507 

3407 

3322 

2725 

2955 

I.M  *4  Abbreviations 

R  T  Inductively  Coupled  Plasma  Atomic  Emission  Spectrometer 

DCp  Directly  Coupled  Plasma  Atomic  Emission  Spectrometer 

CFAK  Carbon  Furnace  Atomic  Emission  Spectrometer 

KDE  New  Improved  A/K.tM'-.'t  with  Computer,  Rotating  Disk  Spark 'Arc  Atomic  Emission  Spectrometer 

<  Ff<  P  Carbon  Furnace  Atonu/aiion  Inductively  Coupled  Plasma  Atomic  Emission  Spectrometer 
CM*  Craphite  Filiment  Plasma  Atomic  Emission  Spectrometer 

>IMAAi'  Simultaneous  Continuum  Source  Atomic  Absorption  Spectrometer  with  a  (iraphite  Furnace  Atomizer 
\F  Ind'utivelv  Coupled  Plasma  Atomic  Fluorescence  with  Hollow  Cathode  Source  Spectrometer 

|Cp\ls  Inductively  Coupled  Plasma  Mass  Spectrometer 


Hec;iti>e  the  ICR  with  convention;)!  sample  introduction  does  not  provide  particle-size- 
independent  measures  ot  wear  metals,  two  other  emission  sources  were  also  evaluated 
experimentally:  the  graphite  filament  plasma  and  a  rotating  disk  electrode  arc  source  in  which  oil 


samples  are  deposited  directly  on  the  disk.  Since  both  of  the  alternative  sources  incorporate 
direct  sample  introduction  to  the  excitation  source,  they  were  considered  more  capable  of 
detecting  particulate  wear  debris  than  the  ICP. 

A  preliminary  evaluation  of  a  prototype  electrothermal  vaporization/lCP  system  under 
development  by  Allied  Analytical  Systems,  Waltham,  MA,  was  made  to  determine  whether  this 
technique  could  be  used  to  analyze  oils  for  particulate  wear  metals.  Additional  testing  included 
evaluations  of  precision  and  sensitivity  for  the  3-electrode  direct  current  plasma  (DCP)  when 
optically  coupled  to  the  same  echelle  grating  monochromator  used  for  most  of  the  ICP  testing. 

(1)  ICP  Emission  Spectrometers 

Three  commercial  ICP-AE  spectrometers  were  used  in  the  verification  testing  program. 
The  majority  of  testing  was  done  with  a  Plasma-Spec  emission  spectrometer  (Leeman  Labs, 
Lowell,  MA).  The  power  supply  for  the  ICP  is  a  free-running  tuned  cavity  design  and  uses  an 
antenna  to  sense  fluctuations  in  power  levels  within  the  torch  box  caused  by  the  introduction  of 
different  sample  matrices.  The  source  is  coupled  to  an  automated  echelle  grating  spectrometer 
featuring  immobilized  dispersion  and  order-sorting  optics.  Wavelength  selection  and  scanning  is 
under  computer  control.  Stepper  motors  are  used  to  adjust  the  position  of  an  aperture  plate  and 
the  photodetector.  The  plate  contains  an  array  of  exit  slits  which  are  aligned  to  the  prominent 
emission  lines  of  over  60  elements.  The  optical  path  of  the  spectrometer  is  not  purgable; 
therefore,  emission  lines  in  the  vacuum  ultraviolet  region,  including  the  prominent  lines  of 
sulfur,  were  not  available  for  this  study. 

The  Baird  automatic  dilution  system  was  evaluated  using  a  Baird  Spectrovac  plasma 
emission  spectrometer.  The  ICP  source  incorporates  an  impedance-matching  network  to 
maintain  uniform  forward  power  in  the  induction  zone.  The  spectrometer  is  a  1-m  focal  length 
vacuum  polychromator  of  conventional  Rowland  circle  design.  Most  of  the  wavelengths  in  the 
ultraviolet  region  were  detected  in  the  second  order  of  diffraction.  Seventeen  channels  were 
monitored.  As  with  the  Leeman  spectrometer,  background  subtraction  was  not  used  in  any  of  the 
measurements  of  emission  intensity. 

Used  oil  samples  were  also  analyzed  using  an  ARL  3520  rapid  sequential  ICP  atomic 
emission  spectrometer.  Like  the  Leeman  instrument,  the  ARL  3520  features  immobilized 
dispersion  optics,  and  wavelength  selection  is  achieved  by  moving  the  detector  behind  the 
appropriate  exit  slit.  Additional  alignment  of  the  ARL  spectrometer  is  done  by  moving  the 
entrance  slit  slightly.  The  ARL  ICP  source  uses  power  control  circuitry  similar  in  design  to  that 
of  the  Baird  system.  The  optics  are  in  a  Paschen-Runge  mounting. 

(2)  Graphite  Filament  Plasma 

Because  the  graphite  filament  plasma  (GFP)  scored  almost  as  highly  as  the  ICP  systems  in 
the  Analysis  of  Findings  and  because  it  features  direct  sample  introduction  to  the  excitation 
source,  it  was  evaluated  along  with  the  K'P  in  this  portion  of  the  study.  The  GFP  used  in  the 
verification  testing  program  is  a  modified  version  of  an  excitation  source  first  developed  by 
Leeman  Labs.  Its  construction  and  operational  characteristics  were  discussed  in  detail  in  Section 
III. 3. a. 

(3)  Ashing  Rotrode 

A  modified  rotating  disk  electrode  in  which  the  oil  sample  is  deposited  directly  on  the 
surface  ot  the  disk  was  provided  by  Spectro,  Inc.,  Fitchburg,  MA  for  evaluation.  The  cathode  of 
(his  source  consists  of  a  row  of  10  disks  machined  from  graphite  rod  stock  10-om  long  by  1.2-cm 
in  diameter.  Each  disk  lobe  is  0.5-cm  wide.  The  rod  is  mounted  between  horizontal  chucks  that 
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rotate  the  rod  and  supply  electrical  eontan  to  the  are  power  suppk.  A  graphite  rod,  0.t>  cm  in 
diameter  and  sharpened  to  a  point  with  a  petted  sharpener.  is  mounted  mi  a  slide  assembly  which 
allows  it  to  he  positioned  above  any  one  of  the  in  disk  lobes.  As  the  disks  are  turning,  a  M()-pl 
aliquot  of  oil  sample  is  dispensed  on  each  one  Alter  In  samples  lor  standards)  have  been 
dispensed,  an  electrical  current  is  passed  through  the  rod  for  2  minutes  and  the  samples  are 
desolvated  and  ashed. 

After  t  he  samples  are  ashed,  t  he  counter  elect  rode  is  posit  in m-d  above  one  of  t  he  lobes,  and 
as  tlie  ro<l  is  rotated,  the  sample  residue  is  vaporized  and  amiivlt  species  are  excited  by  a  direct 
current  idci  arc  struck  between  the  tapered  electrode  and  me  rod.  The  vaporization  interval  is 
typically  20  seconds.  The  counter  electrode  is  positioned  above  the  next  lobe;  the  arc  is  struck 
and  emission  intensity  data  are  collected  for  that  sample.  This  process  is  repeated  for  the  other 
lobes  on  the  rod.  A  new  rod  is  mounted  in  the  arc  stand  and  the  analytical  cycle  is  repeated  for 
the  next  ID  samples. 

For  verification  and  testing  the  arc  stand  was  coupied  through  an  optical  fiber  to  a  0.75 -m 
local  length  lb-channel  poiychromator  with  fixed  optics  in  a  1  ’aschen- Runge  mounting.  The 
detector  for  one  of  the  channels  was  aligned  to  the  carbon  line  at  d«7.1  nm  and  was  available  for 
use  as  an  internal  standard  to  compensate  for  changes  in  the  rate  ot  analyte  vaporization.  Two  of 
t he  channels  were  aligned  to  strontium  emission  lines:  Sri  1 1  400.7  nm  and  Sri  III  -11)7.8  nm.  These 
lines  were  also  used  for  internal  standardization. 

b.  Performance  Validation 

(1)  Rapid  Multielement  Analysis 

Verification  testing  confirmed  that  the  total  lime  for  a  simultaneous  analysis  of  the  19 
elements  of  interest  is  under  1  minute  for  a  multichannel  ICI’-AK  spectrometer  with  an  auto- 
sampler  and  autu-diluter  accessory.  Analysis  times  with  the  (IFF  were  found  to  he  just  under  a 
minute  if  the  segment  of  filament  on  which  the  sample  was  deposited  was  not  precleaned  by 
passage  through  the  plasma  arc.  The  cleaning  st ep  added  approximately  25  seconds  to  the 
analytical  cycle.  The  ashing  rot  rode  and  the  electrothermal  l(’P  systems  were  found  to  take 
between  two  and  three  minutes  for  each  sample. 

(2)  Repeatability 

Conventional  sample  introduction  into  argon  plasmas  produces  steady  state  signals  which 
tire  much  more  precise  than  those  produced  by  dc  arc  or  dc  spark  sources,  inductively  coupled 
plasma  wu-  the  most  precise  of  the  sources  investigated. 

Analytical  precision  lor  the  H  I’  was  evaluated  by  introducing  lti-ppm  Conustan  S-21 
standard  previously  diluted  9  to  1  with  xylene.  The  relative  standard  deviation  in  9  replicate 
measurements  ot  net  analytical  signal  (the  difference  in  emission  intensities  produced  by  the 
diluted  standard  and  bv  a  solvent  blank!  are  presented  m  Figure  12  along  with  comparable  data 
obtained  with  a  i  electrode  IKT  coupled  to  the  same  spectrometer.  File  results  show  that  most 
o!  t he  elements  o|  mt crest  can  lie  determined  In  ICI’  emission  spcctrt >sc< >pv  with  RSI)  values  in 
the  1 .0  to  g.  HD  range.  F.xcept  tons  are  sodium  t  Na  t  and  phosphorous  i  1’  I,  wlu<  h  tire  element  s  with 
high  detection  limits.  The  diluted  lu-ppm  standard  did  not  contain  concent  rat  ions  of  \a  and  I’ 
sufficient Iv  above  their  detection  limits  to  provide  optimum  precision. 

I  he  degrad  at  ion  of  precision  at  analyte  concent  rat  nuts  approaching  the  limit  of  detect  ion  is 
shown  m  Figure  ID  tor  I  he  ICI’  and  I  >(  ' !  ’  The  iat  ter  set  of  data  are  based  on  t  v  pica  I  precision  of 
emission  measurements  at  high  unalvte  concentrations  o|  T,  rather  than  I  ..V ,  lor  the  ICI’. 
Tvpieal  detect  ion  limit  values  were  assumed  to  he  n.  I  ppm  tor  most  of  t  he  element  s  ot  interest  in 
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the  ICP  and  0.25  ppm  in  the  DCP,  as  shown  in  Figure  14.  Because  the  iCP  affords  better 
detection  limits,  precision,  and  better  long-term  stability  than  the  DCP.  no  further  testing  of  the 
latter  source  was  undertaken. 

Measurements  made  with  the  Graphite  Filament  Plasma  (GFP)  and  the  ashing  rotrode 
were  considerably  less  precise  than  those  made  with  the  ICP  and  DCP.  The  GFP  was  the  more 
precise  of  the  two,  yielding  RSI)  values  that  averaged  5 c7  for  several  of  the  elements  of  interest  at 
the  10-ppm  level.  Replicate  measurements  of  emission  for  the  11  elements  shown  in  Figure  15 
using  the  ashing  rotrode,  had  an  average  RSD  of  26 G .  Apparently,  this  high  value  was  the  result 
of  the  uneven  distribution  of  sample  residue  along  the  surface  of  each  lobe  and  to  irreproducible 
applied  power  lew  io  the  arc.  Subsequent  modifications  to  the  electrical  contacts  in  the  arc 
electrodes  have  yieldc1  measurements  with  RSD  values  in  the  5-to-8rf  range. 

To  further  improve  the  precision  of  measurements  with  the  ashing  rotrode.  the  method  of 
internal  star.,  irdTation  was  investigated.  A  1 .00- milliliter  aliquot  of  100-ppm  Conostan  S-21 
standard  was  spiked  with  50  microns  of  5000  ppm  Conostan  strontium  standard.  After  blending, 
the  mixture  was  applied  in  50-micron  aliquots  to  10  lobes  of  an  electrode  rod.  Emission 
intensities  for  the  11  analyte  lines  were  divided  by  the  intensity  of  the  appropriate  strontium 
line.  Ionized  emission  lines  were  compared  to  the  strontium  (II)  407.8  nm  line  and  neutral  atom 
lines  were  compared  to  the  strontium  (I)  460.7  nm  line.  The  resulting  normalized  emission 
intensities  had  an  average  RSD  of  877,  or  about  three  times  better  precision  than  without 
internal  standardization  as  shown  in  Figure  16.  After  the  electrical  contacts  in  the  source 
described  above  had  been  modified,  the  precision  of  measurements  was  typically  5%  RSD  and 
was  not  significantly  enhanced  by  the  use  of  internal  standards. 

(3)  Sensitivity 

Detection  limits  (DL).  as  indirect  measures  of  sensitivity,  were  calculated  from  the  net 
emission  intensities  (NFII)  produced  by  10-ppm  Conostan  standards  introduced  either  directly  to 
the  source  (the  method  used  with  the  ashing  rotrode  and  GFP)  or  following  a  9-to-l  dilution  with 
xylene.  The  minimum  detectable  signal  was  taken  to  be  that  equal  to  three  times  the  standard 
deviation  in  emission  intensities  produced  by  a  reagent  blank.  For  the  two  direct  methods  of 
analysis,  emission  intensity  for  the  blank  was  measured  as  either  the  bare  graphite  filament  or 
the  bare  graphite  disk  passed  through  the  arc.  Blank  emission  intensities  for  the  argon  plasmas 
consisted  of  5-second  integrations  of  detector  signal  as  xylene  was  introduced  to  the  sample 
delivery  system.  In  all  cases,  the  square  root  of  the  variance  in  nine  consecutive  measurements  of 
blank  emission  was  taken  as  the  standard  deviation  value.  The  detection  limit  values  were  then 
calculated  as  follows: 

DL  “  5  x  Standard  Deviation  •  10  ppm/NEI 

Detection  limits  for  the  excitation  sources  studied  are  shown  in  Figures  14.  17.  and  18.  The 
values  for  the  ICP  and  for  the  IX'P  (Figure  14)  are  relatively  high  compared  to  published  data  for 
these  techniques  due  in  part  to  a  9-to-l  dilution  of  the  samples  prior  to  analysis.  As  may  be  seen, 
detection  limits  for  most  wear  metals  bv  ICP  are  in  the  0.1 -to-O.d-ppm  range.  Exceptions  include 
phosphorous,  lead,  sodium  and  tin.  Phosphorous  is  added  to  some  lubricating  oils  and  therefore 
should  be  present  at  concentrations  well  above  1  ppm.  Sodium  would  probably  be  present  as  a 
result  of  contamination  of  lubricating  oil  by  engine  coolant  ralher  than  by  engine  wear. 

Detection  limits  for  the  DCP  are  generally  higher  than  lor  the  ICP.  This  appears  to  be  the 
result  of:  (1)  the  greater  efficiency  with  which  the  ICP  destroys  the  organic  sample  matrix,  and 
(2)  the  exclusion  of  air  from  the  excitation  zone  of  the  ICP.  As  a  result,  molecular  band  emission 
contributes  less  to  the  background  of  the  ICP  than  it  does  to  the  DCP.  Moreover,  analyte  passing 
through  the  ICP  is  more  efficiently  atomized  and  excited  than  in  the  DCP. 


Figure  17  shi wv s  delect ion  limit -  obi a  i  tied  w  it  h  t he  direct  nit r, >dm  I  e  m  nt  in  1  samples  mlu 
tin-  (IFF  As  with  the  K'P,  detection  limits  are  general!1,  m  tin  -un  ppm  ratine.  The  notable 
exception  is  phosphorous.  Other  studies  have  shown  that  the  OKI’  provides  relativelv  low  limits 
of  detection  compared  to  the  K'P  because  of  two  taciors  i  1  i  the  -ample  is  not  diluted  prior  to 
analysis,  and  (2)  the  entire  sample  residue  is  introduced  directly  into  the  pia-ma  discharge  The 
1(  ‘I’  is  a  much  more  efficient  excitation  source  tor  the  analvte  which  does  pa-  through  it.  and  its 
greater  stability  gives  less  variation  in  blank  emission  -igiial-  than  do,  s  tin  <  i  1-'  I  ’  The  net  el  led 
ot  all  these  factors  is  a  set  of  detection  limits  tor  the  (.Ft*  eon, pat  its,-  -iigh'iv  lower  than 

those  of  the  K'P  and  apparently  well  below  thu-e  ot  me  ■  ■  - : i ■- 1  mi"i;,,i  retrod.-  .. ,urce 

I  feted  ion  limits  (or  11  oft  he  element  s  ol  interest  m  the  ash  mi.,  rot  rode  are  shown  in  Figure 
IS.  The  elements  in  the  figure  were  the  oni\  ones  available  in  me  potvenromator  to  which  the 
rot  rode  was  optically  coupled.  Detection  limits  with  the  a-iiing  rot  roue  ar,  mostly  in  the  n.2  to 
F'i  ppm  range  with  silicon  and  molybdenum  values  considerably  higher  For  several  elements, 
including  iron,  copper,  magnesium,  and  silicon,  the  variability  in  niaiiK  emission  was  affected  by 
contamination  of  the  electrode  lobes  with  these  metals.  Alternate  machining  procedures,  or  a 
post -machining  purification  step,  might  reduce  contamination  and  therefore  reduce  the  detection 
limit  values  for  these  and  other  analytes. 

(4)  Dynamic  Range 

The  linearity  of  the  working  range,  or  the  dynamic  range,  w as  determined  by  evaluating  the 
concentration  ranges  for  which  the  candidate  instrumentation  gave  linear  calibration  curves 
(curves  of  detector  response  versus  concentration!.  These  were  evaluated  using  <  'onostan 
standard  solutions  containing  between  n.  1  and  boo  ppm  (weight  weight  i  of  the  elements  of 
interest.  For  concentrations  of  S-12  standard  below  boo  ppm  and  tor  concent  rat  urns  ot  S  21 
below  10  ppm,  (’onostan  stock  solutions  were  diluted  with  the  appropriate  weight  ot  l 'onostan 
base  oil. 

A  requirement  of  the  candidate  technique  was  the  ahili’v  to  produce  linear  calibration 
curves  for  most  of  the  elements  of  interest  over  the  1  to-lOOO-ppm  concentration  range. 
Verification  of  this  requirement  was  complicated  slightly  by  the  unavailability  of  organo -metallic 
standards  at  1000  ppm.  Consequently,  most  calibration  curves  stop  at  000  ppm.  Another 
complii  at  ion  in  the  use  of  multielement  s'andards  -••.<  I:  .i,  i  an  S  j  1 .  i-  the  presence  <•(  n!i 

the  analytes  at  the  same  concentration  up  to  boo  ppu.,  j,,  ; i.,.  tnc  S  21  standard,  tins 

upper  concentration  produces  a  total  analyte  concent  rat  i,m  ot  I  s. boo  ppm  plus  stttbiii/ers.  Such  a 
high  inorganic  loading  did  not  appear  to  cause  niatrix-relaied  ett'ects  in  t  lie  ICP.  but  it  did  alt t*r 
the  excitation  characteristics  ol  the  direct  analysis  source.-,  usually  producing  nonlinear 
calibration  curves  above  200  ppm. 

As  shown  in  figures  lb  through  22.  calibration  curves  for  the  K'P  were  linear  over  three 
and,  m  some  eases,  tour  orders  of  magnitude  (0.1-in  boo  ppmi  The  onlv  exception  to  this  rule 
was  the  curve  for  silicon  which  exhibited  rinnt heorct ical  behavior  below  I  (to  ppm.  This  is  due  ton 
misadjust  nient  m  the  argon  gas  flowrates  in  the  K'P  torch  As  a  rc.-ult.  sample  vapor  flowed 

around  and  t  It  rough  t  he  discharge  t  ransferring  t  he  plasma's  energy  to  tin . ter  wall  ol  the  quart  z 

ton  h  K To- ion  of  t  he  torch  wall  results  in  a  high  level  of  silicon  eim-M.  m  ,u  t  he  ,  ,  me  , ,;  t  i, K'P 
Subsequent  adjust  ment  in  t  he  plasma  gas  flowrate  appeared  to  ,  ure  die  problem,  but  tin-  re-ult 
suggests  that  coolant  gas  flow  rales  in  K'Ps  must  be  caret, ihv  controller!  t,,  avoid  erratic  re-ults 
(or  sdieon 

I  he  lower  limits  m  the  calibration  curve.-  in  Figures  lb  through  22  were  e.-t  alm-hed  bv 
calculating  the  ratio  ,,(  the  average  net  intensity  in  bi  produc'd  lw  0.1  ppm  ol  the  analvte  to 
the  standard  deviation  in  net  intensity  If  the  ratio  wa  le--  than  three,  the  datapomt  was 
considered  imprecise  and  not  plotted.  Some  of  the  points  ju-t  meeting  tin-  enterton  are  off  the 


calibration  curve  as  defined  by  the  higher  intensity  measurements.  As  previously  discussed,  this 
is  due  to  the  lack  of  precision  in  measurements  made  near  the  limits  of  detection. 

Calibration  curves  for  the  GFP  (Figures  23  through  27)  and  the  ashing  rotrode  are  linear  up 
to  300  ppm.  However,  they  generally  curve  toward  the  concentration  axis  between  300  and  900 
ppm.  The  reason  for  the  non-linear  response  at  high  concentrations  is  not  spectroscopic;  it 
appears  to  be  due  to  the  large  amount  of  residue  left  after  the  900-ppm  standard  is  ashed  on  the 
graphite  filament  or  disk  electrode.  The  power  required  to  vaporize  this  residue  diminishes  the 
power  available  for  atomizing  and  exciting  analyte  species.  The  discharges  of  both  sources 
become  noticeably  more  diffuse  when  residue  from  a  900-ppm  standard  is  present  in  the  arc  gap. 
It  should  be  noted  that  growth  curves  prepared  from  single-element  aqueous  standards  of  iron 
and  magnesium  are  linear  through  1000  ppm  in  the  GFP.  It  is  unlikely  that  a  sample  of  used 
lubricating  oil  will  produce  the  amount  of  inorganic  residue  left  by  either  the  S-12  or  S-21  900- 
ppm  Conostan  standard. 

(5)  Accuracy 

The  accuracy  of  wear  metal  analyses  using  the  candidate  techniques  was  evaluated  as 
described  in  Section  III.3.C.  Initially  a  subset  of  seven  samples  including  at  least  one  of  each  type 
of  oil  were  analyzed  by  all  the  candidate  techniques  under  consideration.  The  results  of  these 
analyses  are  presented  in  Table  5. 
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TABLK  5. 


COMPARISON  OF  EMISSION  TECHNIQUES  FOR  WEAR  METALS  IN  I  SE1)  OILS 
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TABLE  5. 


COMPARISON  OF  EMISSION  TECHNIQUES  FOR  WEAR  METALS  IN  USED  OILS 

(Continued) 
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6 

4  98 

2.7 

7.4 

5 

4.6 

13.3 

.524 

15 

8.91 

0.6 

15.9 

6.6 

7.8 

22899 

24 

2.57 

1.8 

2.5 

2 

2.6 

Army- 

1436 

>400 

182 

548 

490 

590 

Army 

1491 

61.7 

53.1 

229 

49 

60 

Silicon 

7808 

1 

1.1 

1.2 

1.2 

1 

7808 

4 

1.2 

0.8 

2.4 

2 

7808 

6 

1.6 

1.3 

2.7 

1 

524 

15 

0.8 

0.7 

1.9 

2 

22699 

24 

3.4 

3.4 

0.6 

1 

Army- 

1436 

126 

67.9 

472 

130 

Army 

1491 

17.8 

10.7 

30.6 

11 

Titanium 

7808 

1 

0.34 

<2 

0.8 

ND 

7808 

4 

0.49 

<2 

0.6 

1 

7808 

6 

0.3 

<2 

0.8 

1 

">'24 

15 

0.27 

<2 

0.7 

ND 

22699 

24 

0.3 

<2 

0.2 

ND 

Army- 

1436 

1.64 

11.3 

4.4 

1 

Army 

1491 

0.13 

30. 1 

0.8 

1 
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Analyses  by  ICP  atomic  emission  spectroscopy  (ICP-AES)  were  carried  out  with  a  Baird 
Spectrovac  spectrometer  connected  to  an  automatic  sample  dilution  system.  Additional  analyses 
were  run  with  four  direct  methods  designated  in  Table  5  as  GFP,  Ash/RDE  (ashing  rotrode), 
RDE  (conventional  rotrode),  and  electrothermal  vaporization  (ETV)-ICP  and  by  ICP  atomic 
fluorescence  spectroscopy  (ICP-AFS)  using  a  Baird  AFS-2000  12-channel  fluorescence  spectrom¬ 
eter.  While  ICP-AFS  did  not  score  well  in  the  Analysis  of  Findings  and  so  was  not  of  primary 
interest  in  the  verification  program,  data  obtained  with  the  technique  are  presented  for 
comparison  purposes.  The  ETV-ICP  data  are  the  results  of  preliminary  measurements  made 
with  the  electrothermal  vaporization  ICP  system  under  development  at  Allied  Analytical 
Systems. 

The  results  obtained  with  the  different  techniques  appear  to  correlate  well,  although  the 
agreement  for  individual  samples  is  not  always  close.  When  major  differences  occur,  there  is  a 


discernible  trend  in  them.  The  1CF-AES  data  appear  to  he  the  most  precise  and  are  almost 
always  greater  than  those  obtained  by  K'P-AKS.  However,  the  ICP-AES  data  are  generally  less 
than  those  obtained  with  the  direct  methods  of  analysis.  Among  the  direct  methods,  the  ashing 
rot  rode  usually  gives  the  highest  results.  The  (1FP  and  RDE  results  more  closely  agree  with  those 
obtained  by  K'P-AES.  In  the  case  of  iron,  the  agreement  between  these  three  techniques  is 
surprisingly  good,  given  the  differences  in  their  abilities  to  detect  particles  greater  than  a  few 
micrometers  in  diameter.  The  two  samples  obtained  from  the  Army  contained  particles  that 
formed  a  visible  deposit  iti  the  bottom  of  the  containers.  Considerable  difficulty  was  encountered 
in  bringing  these  particles  into  suspension,  and  uncertainties  in  subsampling  may  have 
contributed  to  some  of  the  differences  between  techniques. 

To  provide  a  larger  data  base  on  which  to  evaluate  the  primary  candidate  technique,  K'P- 
AKS.  and  to  examine  the  quantitative  capabilities  of  the  technique,  additional  samples  were 
analyzed  bv  IOP-AES  following  dilution  with  kerosene  (the  standard  method)  and  following  an 
acid  digestion  procedure  developed  to  dissolve  particulate  wear  metals  and  so  provide  a  particle- 
size-independent  method  (PSIM)  of  analysis  (Reference  IT).  The  results  of  analyses  of  18  jet 
engine  oil  samples  for  iron,  which  was  the  most  commonly  detected  wear  metal,  are  shown  in 
Figure  .82.  The  reference  line  has  a  slope  of  1.0.  The  results  obtained  by  ICP-AES  consistently 
fall  below  this  line;  the  slope  of  the  best  fitting  straight  line  to  the  data  is  0.8(>.  These  results 
suggest  that  a  portion  of  the  Fe  present  in  these  samples  is  not  detected.  However,  the 
correlation  between  these  sets  of  data  (r  0.990)  is  much  better  than  in  a  comparison  of  the 
results  obtained  with  the  conventional  rotrode  and  the  PSIM  shown  in  Figure  T(.  The  greater 
scatter  in  the  latter  data  from  analyses  of  19  jet  engine  oil  samples  reflects  the  poorer  precision  of 
the  rotrode  technique  at  Fe  concentrations  approaching  1  ppm.  In  fact,  if  the  highest  data  point 
is  disregarded  from  the  data  set.  the  correlation  coefficient  is  only  0.70. 

The  results  of  these  measurements  indicate  that  an  ICP  with  conventional  sample 
introduction  does  not  give  "quantitative  analytical"  results  for  wear  metals  in  lubricating  oils. 
This  result  is  not  surprising  given  the  particle-size  dependence  of  the  technique  which  has  been 
confirmed  in  other  portions  of  this  study  (Section  III.5.C.1.).  On  the  other  hand,  the  high  degree 
of  correlation  between  the  ICP  results  and  those  obtained  by  the  reference  procedure  (PSIM) 
indicate  that  an  ICP  is  well  suited  to  trend  analysis  particularly  if  step  changes  in  the  iow-ppm  or 
sub-ppm  range  are  to  be  detected. 

c.  Design  Validation 

(1)  Sample  Introduction 

Both  synthetic  and  petroleum -based  oils  are  used  by  the  military  as  lubricants  with 
synthet ic  oils  most  widely  used  in  high-speed  turbine  engines.  The  viscosities  ot  these  oils  differ 
considerably.  Mil, -1,-7808  and  MIL-L-2.%99  are  low-viscosity  i  18  and  2*>  centistokes  respective- 
1  v )  synthetic  lubricants  while  Mil.  1.-87100  oil.  used  in  some  high-performance  aircraft,  is  highly 
viscous  l d: to  centistokes).  1  sed  oils  of  all  three  types  were  obtained  from  test  engines  at  P&W 
('•uvernment  Products  Division.  West  Palm  Beach,  Florida.  Samples  of  used  petroleum-based 
oils  were  obtained  from  the  l  .  S.  Army 

The  -,-iinples  were  analyzed  using  H  P.  <  1FP.  ashing  rot  rode,  terrographv.  and  a  A  K T"d  8 
unit  (  dm  ent  in  rial  sample  int  rod  net  ion  to  t  he  DP  with  pneum.it  n  net  mi  i /at  ion  requires  t  hat  the 
samples  be  of  low  and  uniform  viseosit  v  \\  bile  oil-  mav  bo  heated  '  ■>  dei  reuse  their  use  sitv.  the 
most  common  pretreatment  of  'ubrieating  nils  prior  to  unaKsis  i>\  It  p  i-  dilution  with  a 
nonpolar  solvent  of  mi iderat e  volat  lilt  v  such  kerosene  . .r  w  Irnr  I  v  pn  ai  oil  it  ion  t;u  ;  o^s  re  1 
to  1  and  1  to  9  sample  to  solvent.  Both  solvents  and  dilution  fat  tors  were  investigated  m  the 
testing  program 
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Samples  are  usually  diluted  prior  to  analysis  as  are  the  calibrating  standards.  Predilution 
adds  to  analysis  time  and  increases  the  chances  for  loss  of  analyte  due  to  the  settling  of  particles 
in  the  less  viscous  diluted  samples.  An  automatic  online  dilutor  for  lubricating  oils  which 
reproducible  dilutes  oil  samples  with  a  predetermined  ratio  of  solvent  was  evaluated  in  this 
study.  Dilution  occurs  as  the  sample  is  pumped  to  the  pneumatic  nebulizer  of  an  ICP.  The  device 
was  evaluated  in  the  testing  program  and  was  found  to  provide  reproducible  dilution,  and  its  use 
did  not  add  significantly  to  analysis  time. 


For  studying  the  particle-size  capability  of  the  sample  introduction  systems,  the  starting 
materials  for  preparing  particulate  standards  were  Conostan-tvpe  75-base  oil  and  single-element 
powders  obtained  from  Research  Organic/Inorganic  Corporation,  Bellvue,  New  Jersey.  Powdered 
iron,  titanium,  nickel,  and  silver  were  of  nominal  mesh  size  325.  A  nickel  dust  with  a  specified 
si/e  range  of  0.05  to  0.5  pms  was  also  obtained  from  the  same  supplier. 


1'he  525-mesh  powders  were  dry  sieved  using  an  ATM  model  LT-3-p  sonic  sifter  (ATM 
Corporation,  Milwaukee,  Wisconsin)  with  screen  sizes  of  5,  10.  15.  20,  25,  32,  and  38  pms. 
Suspensions  of  the  particles  were  prepared  in  base  oil  at  concentrations  of  1000  and  100  ppm 
( weight /weight )  using  ultrasonication  and  manual  shaking. 


To  determine  how  effectively  the  sieving  process  produced  a  true  particle-size  distribution, 
a  portion  of  the  1000-ppm  suspension  of  iron  particles,  which  passed  through  the  10-gm  sieve  but 
not  the  5  pm  sieve,  was  taken  for  particle-size  analysis.  The  particles  in  suspension  were 
agglomerated  by  adding  several  drops  of  the  suspension  to  water.  The  particles  were  removed  by 
pipet  and  transferred  to  a  small  vial  containing  10  ml  of  3C  sodium  chlorine  in  water.  A  drop  of 
Triton  X  surfactant  was  added  and  the  mixture  was  ultrasonicated  for  10  minutes.  Several  drops 
of  the  mixture  were  analyzed  using  a  Tracor  Northern  particle  size  analyzer  equipped  with  a  38- 
pm  orifice  tube  (Serial  No.  886). 

As  discussed  in  the  Analysis  of  Findings,  argon  plasmas  with  conventional  sample 
introduction  systems  do  not  provide  quantitative  analyses  of  particulate  metals  due  to:  (1 )  losses 
of  these  analytes  in  the  sample  introduction  systems,  and  (2)  incomplete  atomization  in  the 
plasmas.  These  findings  were  confirmed  in  the  verification  program  for  the  ICP  as  shown  in 
Figure  28.  Concentrations  of  particulate  silver,  iron,  and  titanium  as  small  as  5-to-10-pm  in 
diameter  were  not  determined  quantitatively  based  on  calibration  curves  produced  with 
Conostan  standards  (the  signal  produced  by  an  equivalent  concentration  of  organometallic 
standard  is  represented  by  a  particle  size  of  zero). 
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The  two  excitation  sources  incorporating  direct  sample  introduction  detected  greater 
proportions  of  metal  particles  greater  than  10  pm  in  diameter  (P'igures  29  and  30)  than  did  the 
ICP.  Particles  of  nickel  and  iron  from  less  than  0.5-to-10-pm  in  diameter  produced  signals  that 
were  greater  than  60  percent  of  those  produced  bv  soluble  forms  of  the  metals.  Particulate  iron  in 
the  20-to-25-pm  range  and  less  than  38  pm  in  diameter  and  particulate  nickel  less  than  38  pm  in 
diameter  produced  slightly  lower  signals  than  did  the  smaller  particles  of  these  metals.  The 
reason  for  this  decrease  in  signal  is  not  clear.  Repeated  introduction  of  the  same  segment  of 
graphite  braid  through  the  CFP  and  repeated  burns  of  the  same  rotrode  disk  gave  data  indicating 
that  the  proportion  of  analyte  vaporized  in  the  first  pass  was  not  a  function  of  particle  size.  In 
the  case  of  the  CFP.  analyte  vaporization  was  quantitative  in  the  first  pass  of  the  sample  residue 
through  the  plasma  when  a  plasma  current  of  14  amperes  was  applied  regardless  of  whether  the 
analyte  was  in  a  soluble  or  particulate  form. 

One  likely  reason  why  the  direct  analysis  techniques  give  less  than  quantitative  results  for 
particulate  metals  may  be  incomplete  and/or  heterogeneous  suspension  of  the  metal  particles  in 
base  oil.  It  was  observed  that  extensive  sample  agitation  was  necessary  to  suspend  even  the 
smaller  diameter  particles.  In  the  process,  air  bubbles  were  entrained  in  the  samples.  Subsequent 
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subsampling  could  have  produced  an  aliquot  with  less  than  the  theoretical  volume  of  -couple. 
Aggregation  of  the  particles  was  also  a  concern  particularly  in  light  ot  the  results  obtained  in  a 
part  icle  si/.e  analysis  of  the  tract  ion  of  iron  powder  passing  through  a  in -pm,  hut  not  a  a  pm  siev  e 
(Figure  8 1  i.  1'he  data  indicated  that  the  dry  powder  forms  aggregates  or  cluster*  during  sieving. 
W  hile  these  may  be  broken  up  by  suspension  in  an  aqueous  medium  containing  surfactant,  they 
may  not  be  disrupted  when  suspended  in  oil.  In  fact,  the  formation  of  even  larger  i  luster*  might 
occur  making  uniform  suspension  that  much  more  difficult  to  achieve.  The  preparation  of 
uniform  suspensions  of  particulate  metals  in  oil  substrates  is  an  area  in  need  lor  considerable 
investigation 

(2)  Simplicity  of  Operation 

The  operation  of  the  I  CP  spectrometers  evaluated  in  this  study  was  aided  by  several  ‘actors 
including  automatic  sample  delivery,  automatic  sample  dilution,  computer-controlled  spectrome 
ters  and  software  that  presented  analytical  results  automatically  in  the  desired  concentration 
units.  Operation  of  the  (IFF  was  added  by  most  of  these  features  (except  automatic  dilution 
none  being  required!.  The  ashing  rot  rode  required  more  operator  involvement  since  the  source 
ha*  yet  to  be  automated.  Electrode  insertion,  gap  adjustment  and  sample  delivery  are  manual 
operations. 

(3)  Durability/Reliability/Simplicity  of  Design/Environmental  Restraints 

These  criteria  were  evaluated  using  specifications  and  warranties  supplied  by  instrument 
manufacturers  and  by  personal  observation  and  experience.  The  results  of  this  evaluation  are 
shown  in  Figure  <>. 

(4)  Hazardous  Gases/Consumable  Requirements 

The  results  of  the  Analysis  of  Findings  (Figure  8)  were  confirmed  experimentally.  Argon 
ga*  i'  the  major  consumable  commodity  for  the  ICP;  the  average  consumption  rate  for  the  three 
sources  used  in  this  study  was  18  liters  per  minute.  The  graphite  filament  plasma  consumes 
about  I  ot  argon  per  minute  of  operation,  but  the  source  is  not  operated  continuously.  The 
overall  rate  of  argon  consumption  is  approximately  0.8  1  per  minute  reflecting  a  single  plasma 
burn  of  pi  seconds  during  each  minute  of  analysis.  The  braided  graphite  filament  is  consumed  at 
i  tic  rati'  o)  s  cm  per  sample.  The  major  consumable  in  the  ashing  rot  rode  source  is  the  fii-iobe 
cvimdrical  arrav  of  sample  disks. 

(5)  Safety 

All  of  the  ICP  spectrometers  used  in  the  verification  program  had  the  appropriate 
interlocks  and  other  safety  features  described  in  Section  III.  Similar  features  were  incorporated 
into  the  design  of  the  (>FP  and  ashing  rotrode  sources.  Figure  8  shows  the  safety  ratings  for  the 
candidate  methods. 

f6)  Matrix  Effects 

As  noted  m  Section  111.8.1'.,  four  types  of  matrix -related  interferences  mat  be  encountered 
m  the  analysis  ol  lubricating  oils  for  wear  metals:  spectral,  chemical,  viscosity-related,  and 
part  it  le  s./e  dependent.  Spectral  interferences  in  emission  spectroscopy  are  related  to  the 
re-olut  ion  ol  (  he  sped  rometer  and  t  he  complexity  oft  he  sped  rum  produced  by  the  source  Mused 
oil  t  hese  I ai  tors  one  would  predict  t  hat  an  argon  ICP  coupled  to  a  high  -resolut  ion  sped  rometer. 
such  as  the  echelle  grating  spectrometer  used  in  this  study,  would  produce  fewer  spectral 
interferences  than  an  arc  ope  rat  ing  in  air  .and  coupled  to  a  medium  resolut  ion  sped  romet  er  such 
a-  i  he  ‘I  7b  m  polvchromatur  used  with  the  ashing  rotrode.  Experimental  results  confirm  this 
predict  ion. 


The  intensity  of  background  emission  was  evaluated  and  used  to  calculate  background 
equivalent  concentrations  (BECs)  for  the  ashing  rotrode  and  the  1CP.  BEC  values  were 
calculated  for  the  dry  rotrode  and  for  the  ICP  when  xylenes,  the  solvent  used  to  dilute  the 
samples,  were  introduced.  Shifts  in  BEC  values  due  to  the  introduction  of  1000  ppm  Fe,  C  >,  or 
Mg  were  also  calculated  for  each  source.  The  results  are  presented  in  Table  6  and  in  Figures  34 
and  35. 

Figure  34  provides  a  graphic  comparison  of  the  contributions  background  emission  makes 
to  the  analytical  signals  in  the  argon  ICP  and  the  ashing  rotrode.  To  make  the  comparison  more 
meaningful  the  same  emission  lines  were  used  with  both  sources  even  though  some  of  the  lines 
are  neutral  atom  lines  that  are  not  very  sensitive  in  the  ICP.  Moreover  the  calculations  took  into 
account  a  10-fold  dilution  factor  which  further  reduced  the  sensitivity  of  the  ICP  measurements 
and  contributed  to  greater  BEC  values.  Despite  these  negative  factors  BEC  values  for  the 
ICP/echelle  spectrometer  are  consistently  lower  than  those  observed  with  the  ashing  rotrode 
coupled  to  a  medium-resolution  (reciprocal  linear  dispersion  =  0.5  nm/mm)  polychromator. 

Spectral  interferences  produced  by  concomitant  Fe  and  Mg  at  1000  ppm  are  shown  for  the 
ICP/echelle  spectrometer  for  18  of  the  elements  of  interest  in  Figure  35.  For  most  elements 
background  shifts  expressed  as  equivalent  concentrations  were  below  1  ppm  and  in  many  cases 
were  not  detectable.  Those  emission  lines  for  which  shifts  greater  than  1  ppm  were  observed 
included  the  B  (I)  249.68  nm  and  Cr  (II)  283.56  nm  lines  which  are  not  completely  resolved  from 
neighboring  Fe  emission  lines.  An  alternative  chromium  line  at  205.55  nm  appears  to  be  free  of 
significant  Fe  interference.  No  useful  alternative  B  line  was  found  in  this  study.  Major  Mg 
interferences  were  encountered  at  Mo  (II)  281.61  and  Sn  (I)  284.00  nm.  These  lines  occur  in  the 
same  spectral  orders  as  prominent  neutral  atom  and  ionized  Mg  lines.  An  alternative  Sn  line  at 
317.50  nm  has  a  Mg-induced  shift  in  background  corresponding  to  only  1.17  ppm  (Table  6).  An 
alternative  Mo  line  at  202.03  nm  appears  to  be  resolved  from  Fe  and  Mg  emission  lines. 

Chemical  interferences  caused  by  incomplete  dissociation  of  molecular  analyte  species  were 
not  detected  in  this  study;  however  shifts  in  sensitivity  and  background  emission  resulting  from 
changes  in  sample  viscosity,  sample  dilution,  and  the  diluent  solvent  were  observed.  Two 
solvents  were  evaluated:  purified  kerosene  marketed  by  Shell  Oil  Co.  as  “Shell-Sol,”  and  reagent 
grade  xylenes.  Use  of  the  different  solvents  produced  major  changes  in  both  background  emission 
and  sensitivity  as  shown  in  the  results  for  Cr  (II)  283.56  nm  (Figures  36  and  37).  Dilution  of 
standards  with  Shell-Sol  yielded  greater  sensitivity  than  dilution  with  xylenes,  but  background 
emission  intensity  was  also  higher  with  the  former  samples. 

The  net  effect  of  the  above  two  factors  was  a  slight  enhancement  in  signal-to-background 
with  the  use  of  Shell-Sol  as  shown  in  Figure  38.  The  data  in  this  figure  represent  the  ratios  of  net 
emission  from  organometallic  standards  and  of  signal-to-backgrounds  obtained  by  dividing  the 
results  obtained  with  Shell-Sol  with  those  obtained  with  xylenes  for  18  of  the  elements  of 
interest.  Values  greater  than  1.0  indicate  that  the  use  of  Shell-Sol  enhanced  sensitivity  and 
signal  to  background  for  most  elements. 

Standards  and  blank  solutions  were  prepared  using  MIL-L-7808,  a  low  viscosity  (19 
centistokes  at  100'F)  di-2-ethylhexyl  azelate  oil,  and  with  more  viscous  Conostan  (75)  Base  Oil 
at  two  dilution  factors  4-to- 1  and  9-to-l,  giving  solutions  that  were  20 %  and  10%  (weight/weight) 
oil.  The  effects  of  oil  viscosity  and  dilution  factor  on  background  emission  and  sensitivity  were 
small  as  may  be  seen  in  the  results  shown  in  Figures  36  to  38.  Usually  the  less  diluted  samples 
gave  somewhat  less  sensitivity,  presumably  due  to  lower  nebulization  efficiency,  but  the  slight 
decreases  that  were  observed  were  more  than  compensated  for  by  the  factor  of  two  increase  in 
effective  analyte  concentration  with  less  dilution.  On  this  basis,  4-to-l  dilution  with  Shell-Sol  or 
equally  pure  kerosene  is  recommended  for  routine  oil  analysis  by  ICP. 
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TABLE  (i. 


BACKGROUND  EQl  IVALKNT  CONCENTRATIONS 


Induetu  el\  Coupled  Plasma  Eehelle  ( iratin #  Sped mauler 


Emission  Intensity 

Matrix 

Blank 

Ratio 

H  EC 
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1(11  III  Ca 
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Ca 

Ml! 

he 

('a 

Mg 

Blank 

Cr 

425.42 

15*00 

9.240 

2.092 

2241 

1 .945 

2.02 

4.48 

1.27 

2.62 

4.51 

0  48 

1.28 

At 

496  15 

2575 

40.480 

2.507 
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2.705 

0.91 

5.00 

1.17 

o.oo 

8.14 

0.44 

1.99 

Ni 

R4 1 .48 

2740 

54.120 

.4.169 

4140 

4.049 

1.47 

1.44 

1  44 

0.87 

0.81 

0.64 
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(7)  Electronics 

\cndur  specifications  served  to  validate  electronics  criteria  established  tor  this  study. 
Fin*  ire  7  shows  the  capability  of  candidate  systems.  (Further  details  can  be  found  in  Section  III.) 
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(8)  Data  Station 


Vendor  specification  and  physical  inspection  of  systems  available  for  JOAP-type  analysis 
confirmed  data  for  this  design  area.  Figure  9  shows  the  capabilities  of  candidate  units.  (Further 
details  are  given  in  Section  III.) 

d.  Verification  Summary 

The  results  of  the  verification  program  confirm  that  emission  spectroscopy  with  ICP  meets 
or  exceeds  most  of  the  design  and  performance  criteria  established  by  the  Department  of  Defense 
for  .JOAP  candidate  instrumentation.  The  single-performance  criterion  not  met  by  the  ICP  is  the 
ability  to  detect  and  quantify  large  metal  particles.  The  significance  of  this  defect  is  not  clear 
given  the  agreement  between  the  results  obtained  with  the  ICP  and  the  rotrode  for  used  oil 
samples  containing  particulate  wear  metals.  Graphite  filament  plasma  and  ashing  rotrode 
sources,  which  allow  for  the  direct  analysis  of  used  oils  by  emission  spectroscopy  provide 
enhanced  capabilities  to  detect  large  wear  particles,  but  lack  the  precision  of  the  ICP. 


SECTION  IV 


CONCLUSIONS 


This  study  hits  defined  inductively -coupled  plasma  atomic  emission  (K'P-AE)  spectrometry 
as  the  optimum  Joint  Oil  Analysis  Program  (JOAP)  method  through  the  year  2000.  In  addition 
to  superior  analytical  performance  over  the  present  improved  rotrodes  available,  this  choice  also 
pros  ides  a  major  cost  savings  in  reduced  manpower  requirements  and  lower  sampling  costs  in  the 
amount  of  100  million  dollars  or  more.  These  savings  can  he  achieved  over  the  options  of  either 
maintaining  the  present  instrumentation  or  going  with  a  modernized  version  of  A/EOnl'-T  The 
K'P  will  provide  the  most  cost-effective  and  automated  approach  for  JOAP  application  at  a  unit 
price  competitive  with  that  of  any  new  rotrode  configuration. 

The  -JOAP  K'P  AH  spectrometer  should  he  equipped  with  automatic  dilution  and  sampling 
capability.  This  optimum  K'P  AK  instrument  uses  an  aerosol  generation  sample  introduction 
system  which  is  geared  toward  eliminating  particulate  clogging  potential  by  the  sample,  as  well  as 
efficiency  of  aerosol  droplet  generation  (for  precision)  and  transport  into  the  K'P  source.  Such 
auto-sampling  and  auto-dilution  systems  are  readily  available  from  a  variety  of  commercial 
sources  This  system  should  employ  a  user-friendly,  dedicated  computer  which  operates  by 
prompting  the  user  for  any  required  sample  and  standard  data.  This  computer  is  capable  of 
controlling  the  automatic  sampling  and  dilution  accessories  as  well  as  collecting  and  storing 
JOAP  data  for  archiving  and  trend  analysis  applications.  While  most  manufacturers  offer 
systems  with  data  stations  that  have  the  capacity  to  perform  these  functions,  the  software  is 
designed  lor  general  analytical  applications.  The  manufacturer,  w'hose  instrument  is  chosen  for 
JOAP  analysis,  must  make  necessary  and  specific  software  changes  to  optimize  its  usage  for 
JOAP  applications. 

Although  there  are  many  manufacturers  of  ICP  AE  spectrometers,  the  system  components 
may  not  be  interchangeable  except  for  certain  parts,  for  example,  any  JOAP  instrumentation  not 
developed  under  (lovernment  funding. 

Oiven  the  criteria  defined  by  this  study,  the  ICP  system  is  the  optimum  JOAP  instrument. 
However,  the  system  has  two  major  shortcomings.  It  consumes  argon  gas  and  is  particle-size 
dependent.  Because  welding-grade  argon  is  frequently  used,  the  logistics  problem  of  stocking 
argon  cy  tinders  can  be  minimized  bv  using  the  present  system  which  supports  welding  operations 
on  military  bases.  By  installing  liquid  argon  storage  tanks  at  engine  maintenance  and  repair 
~t at mn«.  tir  at  JOAP  laboratories,  a  major  cost  savings  can  be  realized  for  both  welding  and  K’P 
applications  It  particle-size  independence  becomes  a  critical  requirement  for  the  desired 
mult  iscrv  ice  JOAP  analysis  unit,  then  the  use  of  a  graphite  furnace  sample  introduction  system 
to  an  |(  P  source  can  be  considered.  This  system  is  commercially  available  at  a  reasonable  cost. 


SECTION  V 


RECOMMENDATIONS 

It  is  recommended  that  the  number  of  elements  required  of  a  common  Joint  Oil  Analysis 
Program  (JOAP)  laboratory  system  be  reduced  to  15.  This  reflects  the  number  of  elements 
currently  offered  for  JOAP  calibration  in  the  14-element  standard  and  the  single-element  boron 
standard.  This  action  would  decrease  the  unit  price  of  any  potential  JOAP  spectrometer  by  about 
$4,000.  An  additional  cost  savings  of  approximately  $10,000  could  also  be  realized  if  the 
requirement  for  sulphur  and  the  purged  or  required  evacuated  optics  was  eliminated. 

A  program  is  recommended  to  subject  any  instrumentation  selected  for  JOAP  laboratory- 
based  support  to  a  realistic  field  test.  This  field  test  would  indicate  if  any  instrumentation  design 
options  need  further  improvements.  This  study  indicates  that  one  critical  area  for  the  ICP  AE 
system  is  the  improvement  of  the  system  software  for  JOAP  trending  applications.  Software 
must  be  more  user-friendly  for  simplicity  of  operation. 

A  study  should  be  conducted  to  establish  the  impact  of  particle  size  in  JOAP  analysis  and 
applications.  Programs  supporting  the  development  of  particle-size  independent  methods  of 
JOAP  analysis  should  also  be  conducted.  These  techniques  will  be  essential  to  evaluate  the 
effects  of  particle-size  wear  on  trending  analysis. 

The  impact  of  fine  filtration  (3-to-5  microns)  should  be  investigated  to  determine  what 
impact  this  technology  will  have  on  the  JOAP  program.  Initial  data  indicates  that  the  dilutory 
effect  of  this  type  of  filtration  will  push  the  required  sensitivity  of  JOAP  instrumentation  below 
the  1-ppm  level  with  the  requirement  of  high  precision  at  those  levels. 


Figure  -1  —  Performance  Comparison 
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Figure  4  —  Sample  Introduction  Comparison 
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Figure  6.  —  Durability/Reliability/Maintainability  Comparison 
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Figure  H.  —  Consumables  and  Safety  Comparisons 
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Figure  11.  —  Cost  Analysis 
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Figure  14.  —  Deflection  Limits  by  Plasma  Emission 
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Figure  2H.  —  Detection  or  P articulate  Metals 


Figure  29.  —  Detection  of  Particulate  Nickel  With  GFP  and  Ashing  Rotrode 


Figure  30.  —  Detection  of  Particulate  Iron  With  the  Graphite  Filament  Plasma 
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Figure  31.  —  Size  Distribution  of  Iron  Powder 
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Figure  36.  —  Gross  Background  us  Matrix  Effect  of  Soluent  Cr  II  283.58  nm 


Figur 37. 


Net  Emission  Signal  vs  Matrix  Effect  of  Solvent  Cr  II  283.58  nm 
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Ratio  and  Effect  of  Solvent  on  Net  Emission  Signal  and  Signal-to- 
Background  Ratio  Solvent  340:  Xylenes 
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APPENDIX  A 


SAMPLING  TECHNIQUES 


ATOMIC  ABSORPTION  TECHNIQUES 

Flame  Atomization 

•  Combustible  gases 

•  N  ,0  tlame  required  for  Ti,  Si,  Mo,  B 

•  Particle-size  dependent 

•  I’oor  detection  limits  for  Al,  Ti,  Si,  Mo,  B,  P 

•  Dilution  required 

Graphite  Furnace  Atomization 

•  Particle-size  independent 

•  Very  good  detection  limits 

•  Very  small  gas  consumption 

•  Direct  sampling  possible 

however 


Less  precise 

Problems  at  high  concentrations 


ATOMIC  ABSORPTION  TECHNIQUES 


I. me  Source 

•  Compact,  rugged  design 
hinrever 

•  Limited  dynamic  range  (2-9  decades) 

•  Unsuitable  for  19  elements 

•  Background  correction  problems 

( '<> ntinuum  Source 

•  I  p  to  20  elements  simultaneously 

•  Kxtremelv  wide  dynamic  range  (4-6  decades) 

•  Kxcellcnt  inherent  background  correction 


hnh  ecer: 


No  commercially  available  system 
Larger,  less  rugged  than  line-source  system 


COMPARISON  OF  THE  ICP  AND  SIMAAC  TECHNIQUES 


icr 

( 'ommercially  available 

I 'rviisK >n  •  -  rv 

Dilution  with  organic  solvent  required 

High  argon  consumption 

M  ensures  only  very  small  particles 

Steady -st ate  signal 

Complex  spectra 

Better  at  high  concentrations 

Very  well  studied  (100’s  of  papers) 


SIMAAC 

•  Not  currently  commercially  available 

•  Precision  =  2-3  cc 

•  Direct  sampling  possible 

•  Very  low  argon  consumption 

•  Particle-size  independent 

•  Transient  signal 

•  S:  tuple  spectra 

•  Better  at  low  concentrations 

•  Limited  experience  (^30  papers) 


in 
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ATOMIC  EMISSION  TECHNIQUES 


Spark  source  rotating  disk  sample  introduction 
10P  source  aerosol  sample  introduction 
1CP  source  electrothermal  sample  introduction 
ICP  source  laser  ablation  sample  introduction 
Laser  ablation  source  direct  sampling 
Electrothermal  source  direct  sampling 
DCP  source  aerosol  sample  introduction 
DCP  source  graphite  braid  sample  introduction 


SPARK  SOURCE  ROTATING  DISK  SAMPLE  INTRODUCTION 


Advantages 

•  Mature  system 

Disadvantages 

Poor  precision 

High  cost  per  analysis 

Highly  manual  sampling 

Matrix  dependent 

Expensive 

Obsolete 


ICP  SOURCE  AEROSOL  SAMPLE  INTRODUCTION 


Advantages 

•  State  of  the  art  technology 

•  Highly  automated 

•  Superior  analytical  capability 

•  Low  cost  per  sample 

Disadvantages 

•  Requires  argon 

•  Particle  size  dependent 


ICP  SOURCE  ELECTROTHERMAL  SAMPLE  INTRODUCTION 


Advantages 

•  Better  particle  size  capability 

•  Lower  detection  limits 

•  No  sample  dilution 

Disadvantages 


Increased  time  per  analysis 
Increased  argon  consumption 
Increased  system  complexity 


ICP  SOURCE  LASER  ABLATION  SAMPLE  INTRODUCTION 


This  technique  could  not  meet  minimum  performance  criteria  for: 

•  Sensitivity 

•  Precision 


LASER  ABLATION  SOURCE  DIRECT  SAMPLING 


This  technique  could  not  meet  minimum  performance  criteria  for: 

•  Sensitivity 

•  Precision 
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ELECTROTHERMAL  SOURCE  DIRECT  SAMPLING 


Advantages 

•  No  dilution 

•  Improved  particle  size  capability 

•  Simplistic  design 

Disadvantages 

•  Poor  analytical  performance 

•  Increased  sample  analysis  time 

•  Requires  argon 


DCP  SOURCE  GRAPHITE  BRAID  SAMPLE  INTRODUCTION 


Advantages 

•  No  dilution 

•  Greater  particle  size  capability 

•  Robust  source 

Disadvantages 

•  Poor  precision 

•  Argon  consumption 

•  Requirement  for  graphite  braid 


DCP  SOURCE  AEROSOL  SAMPLE  INTRODUCTION 


Advantages 

•  Greater  particle  size  capability 

•  Robust  source 

Disadvantages 


Poor  stability  of  source 
Poor  analytical  performance 


ATOMIC  FLUORESCENCE  ICP 


Advantages 

•  Simplistic  optics 

•  Medium  argon  consumption 

•  Low  acquisition  cost 

Disadvantages 

•  Limited  number  of  elements 

•  Requires  use  of  oxygen  and/or  propane 

•  Lower  RF  power 


X-RAY  FLUORESCENCE 


*11.  s 


•  Could  not  meet  minimum  JOAP  requirements 

ICP  —  MASS  SPECTROSCOPY 

Advantages: 

•  No  spectral  interferences 
Disadvantages: 

•  High  cost 

•  Very  complex 


•  KPO:  646-066* 
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